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PREFACE TO SECOND EDITION 

The technic of rontgenology has undergone con- 
siderable change in the past few years due to important 
improvements in apparatus and to increased knowl- 
edge gained from experience. It seems desirable for 
this reason to revise this manual at the present time. 

In this revision a description of the Coolidge tube 
has been added to Chapter HI, the chapter on the 
teclmic of gastro-intestinal examination has been re- 
written and newly illustrated, the chapter on diseases 
and injuries of the bones has been made more com- 
plete by a section on bone tumors, a chapter has been 
added on the technic of rontgenotherapy, written by 
my colleague. Dr. Thos. A. Groover, and some minor 
changes and additions made throughout the manual. 

The following terminology has been adopted by 
the American Rontgen Ray Society and is used 
throughout this book : 

Rontgen — pronounced rent gen; Rontgen ray — 
a phenomenon in physics discovered by William Con- 
rad Rontgen ; Rontgenology — the study and practice of 
the Rontgen ray as it applies to medicine and surgery ; 
Rontgenologist — one skilled in rontgenology; Ront- 
genogram — ^the shadow picture produced by the 
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Rontgen ray on a sensitized plate or film; Bont- 
genograph — (verb) to make a rontgenogram ; Ront- 
genoscope — an apparatus for examination with the 
fluoroscopic screen excited by the Rontgen ray; 
Rontgenoscopy — examination by means of the ront- 
genoscope ; Rontgenography — ^the art of making ront- 
genograms ; Rontgenize — ^to apply the Rontgen ray ; 
Rontgenization — ^the application of the Rontgen 
ray; Rontgenism — ^untoward eff^ect of the Rontgen 
ray; Rontgen Diagnosis — diagnosis by aid of the 
Rontgen ray; Rontgenotherapy — ^treatment by the 
application of the Rontgen ray; Rontgen Dermatitis 
— skin reaction due to too strong or too oft-repeated 
application of the Rontgen ray. 

The Authob. 

OCTOBBR, 1017. 
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PREFACE 

This short manual on the technic of X-ray 
examination has been prepared with a view to the 
needs of the medical service of the United States 
Army. The small number of medical officers in the 
service necessitates frequent change of station, so that 
it often becomes necessary for one to familiarize him- 
self in a comparatively short time with the essentials 
of radiologic technic. With this in mind it has been 
the author's aim to limit this work to the absolute 
essentials, a knowledge of which will enable the 
operator to do satisfactory work in X-ray diagnosis. 

The book may also be found useful by that in- 
creasingly large number of physicians and surgeons, 
in private practice who find it necessary or expedient 
to do their own X-ray work for diagnosis. Resort to 
a specialist in radiologj- is earnestly recommended 
whenever such services can be obtained, but in the 
smaller cities and towns this is often impossible. It 
is believed that mastery of the facts contained in this 
manual will enable those so situated to do satisfactory 
radiography. 

In the preparation of this book many of the larger 
text-books and many monographs have been freely 
drawn upon. It has not been deemed necessary, how- 



ever, to give an extensive bibliography, for the 
publications in the entire field of radiology, from the 
time of the discovery of the X-ray up to the present, 
are covered in that excellent work, " Die Rontgen- 
Literatur," by Prof. Dr. Hermann Gocht. 

Only a few reproductions of radiograms are pub- 
lished as illustrations to the text because it is believed 
that ability to interpret radiograms can be gained 
only by experience with the originals. 

Every X-ray operator is urged to make himself 
thoroughly familiar with the details of construction of 
the particular apparatus with which he is working. 
He is then in position to keep it constantly at its point 
of maximum efficiency. With his apparatus in good 
condition he can then gradually master the small de- 
tails so essential to good X-ray work, and with 
practice in examining radiograms he will finally 
acquire ability to properly interpret them and so to 
arrive at correct diagnoses. 

A. C. Chbistie. 

W4SH1NOTON, D. C. October, 1913. 
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A MANUAL OF 

X-RAY TECHNIC 

CHAPTER I. 

Electricity and Magnetism. 

Natube and Peopeeties. — The nature of elec- 
tricity is known only by its effects. The word is de- 
rived from the Greek elektron, meaning amber, in 
which substance Thales, about 600 b.c. first noticed 
some of the phenomena of electricity. The word " elec- 
trics " was first applied by Dr. Gilbert about the year 
1600 a.d. to certain substances like amber, sealing 
wax, etc., which become electrified by friction. The 
phenomena of electricity are supposed to be due to 
some stress or strain in the ether. 

Electricity may be either static or dynamic. 

Static electricity is electricity at rest; it is pro- 
duced by some fonn of friction or " influence " 
machine. 

Dynamic electricity may be galvanic or faradic. 

Faradic electricity is a derived (induced) form of 
electricity, so named from Michael Faraday, in which 
there are rapid alternations of direction. 

Galvanic electricity is that produced by the gal- 
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vanic cell, which, in its simplest form, consists of a 
jar of dilute sulphuric acid in which are dipped a plate 
of zinc and one of copper (Fig. 1 ) . 

According to the theory of Arrhenius the affinity 
of the zinc for the acid radical SO4 starts a chemical 




Fia. 1. — ^Thfl gftlranio mU. 

reaction which results in the determination of positive 
ions toward the copper and of negative ions toward 
the zinc. In consequence of this ionic movement an 
electrical current is produced from the zinc to the 
copper through the liquid, and outside of the cell 
from the copper to the zinc through a connecting 
wire. 
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Polarization of a galranic cell takes place by the 
coUeclion of bubbles of hydrogen gas on the copper 
plate and interferes with or stops the action of the 
cell. Various devices have been used to prevent this. 

Types of Cells. — There are many different types 
of cells, but only two will be described here. 

The Daniell cell consists of a zinc plate inunersed 
in dilute sulphuric acid contained in a porous vessel, 
outside of which is a perforated copper plate sur- 
rounded by a solution of copper sulphate. The 
hydrogen is taken up by the sulphate before it reaches 
the copper plate. This cell is very constant because 
polarization is entirely prevented. 

The potassium bichromate cell consists of zinc 
and carbon plates immersed in a solution of potassium 
bichromate in dilute sulphuric acid. The action of 
the sulphuric acid on the bichromate liberates chromic 
acid, which oxidizes the hydrogen to form water and 
thus prevents polarization. 

Definitions of Electrical Teems. — The ohm 
is the unit of electrical resistance and is represented 
by the resistance of a column of mercurj' 106.3 cm. 
long and 14.4521 gm. in mass at 0°C. 

The ampere is the unit of current strength and is 
that current which deposits silver at the rate of 
0.001118 gm. per second. 



4 A MANUAL OF X-RAY TECHNIC 

The volt is the unit of electrical pressure or 
electro-motive force; it is that electro-motive force 
which applied to one ohm produces one ampere. 

The coulomb is the unit of quantity, being the 
quantity of electricity conveyed by one ampere in one 
second. 

The icatt is the unit of power. One ampere with 
a pressure of one volt produces one watt. 

These terms are analogous to certain hydraulic 
terms. The voltage or electro-motive force corre- 
sponds to the head or pressure of water. Electrical 
resistance, the unit of which is the ohm, is analogous 
to the frictional resistance to the flow of water in a 
pipe. The current strength, whose unit is the ampere, 
is represented by the rate of flow of the water through 
the pipe. The quantity of electricity per second 
(coulomb) corresponds to the amount of water de- 
livered per second. In other words, if an electro- 
motive force of one volt is working against a re- 
sistance of one ohm it produces a current of one 
ampere, which, flowing for one second, produces a 
coulomb of electricity. 

Ohm's Law, — Current strength in amperes is 
equal to the electro-motive force in volts divided by 
the resistance of ohms. 



C^ — or E=CxR or B = -, 




ELECTRICITY AND MAGNETISM 

Methods of Ghoupino Galtanic Ceixs. — Cells 
may be grouped in series or in parallel. They are 
grouped in series (Fig. 2) when the positive pole of 
one is connected to the negative of the next, and so on. 
The grouping is in parallel or multiple arc (Fig. 8) 

Fia. 3. — Call* (t«upcd ia Hiiu. 

when all of the positive poles are connected together 
on one side and all of the negatives on the other. 

By connecting cells in series a relatively high 
voltage may be obtained. The E. M. F. is made to 

Flfl. Z.~Ce]\3 croupcd ia parillsJ. 

equal the E. M. F. of each cell multiplied by the 
number of cells. With n cells grouped in this manner 
we have the following adaptation of Ohm's law: 

R being the external and r the internal resistance. 
From this it is evident that when the external resis- 
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tance is great, grouping cells in series will give a 
greater current than parallel grouping. 

By connecting cells in parallel the E. M. F. re- 
mains that of only one cell, while the resistance be- 
comes that of one cell divided by the number of cells. 
The amperage is thus increased and becomes the 
amperage of one cell multiplied by the number of 
cells. The formula for Ohm's law now becomes 



This method of grouping would therefore give the 
best results when the external resistance is small. 

Kinds of Elbctritication. — Electrification may 
be manifested by repulsion as well as by attraction, 
and is of two kinds, opposite in character. The elec- 
trification developed by rubbing glass with silk is 
called positive, and that developed by rubbing seaUng 
wax with flannel is called negative. Bodies similarly 
electrified repel each other and those oppositely elec- 
trified attract each other. 

Conduction. — Electrification by conduction is 
the process of charging a body by putting it in contact 
with an electrified body. The charge thus produced 
is of the same kind as that of the communicating body. 

Induction. — This is the process of electrifying a 
body by bringing it near to, but not in contact with, an 
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electrified body. The charge thus produced is of the 
opposite kind to that of the communicating body. A 
current of electricity in one of two wires placed near 
each other produces no effect in the second wire so 
long as the current flows steadily, but whenever the 
current is increased or decreased in strength a current 
is " induced " in the second wire. This cm-rent in the 
second wire depends upon the presence of a " field of 
force " which surrounds every electrically charged 
body. At the instant when the primary current he- 
gins or increases in strength a weak current in the 
opposite direction is generated in the secondary wire; 
at the instant when the primary current stops or de- 
creases in strength a strong current in the same direc- 
tion is generated in the secondary. 

Magnetism. — Magnetism is the property by 
virtue of which a body attracts iron or steel, and which 
causes the iron or steel when suspended to take a 
position pointing approximately north and south. 

A magnet may be a natural one, as lodestone, or 
an artificial one. Artificial magnets are either per- 
manent or temporary. 

The ends of a magnet are called the poles. The 
end which points to the north when the magnet is 
freely suspended is the north, marked, or + pole, 
while that which points to the south is the south, un- 
marked, or - pole. 
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Magnetic Field. — When a bar magnet is placed 
beneath a sheet of paper on which are some iron 
filings, the filings will arrange themselves in lines 
radiating from each pole of the magnet as shown in 
Fig. 4. The area surrounding any magnetic body is 
called a magnetic field ; it is the space through which 
the magnetic force acts. The lines of force are sup- 
posed to flow from the north to the south pole outside 
of the magnet and in the opposite direction inside, 
making a complete circuit. 



k 




Fia. 4.— Action of bar macDet od iroo HUogi. 

Electeo-maonetism. — It can be shown experi- 
mentally that an electric current has magnetic proper- 
ties ; it will deflect the magnetic needle and will cause 
iron filings to arrange themselves as they do when 
placed in the field of a magnet. 

A coil of wire through which a current is passing 
is called a solenoid and has all the properties of a 
magnet { Fig. 5) . An electro-magnet is a bar of iron 
magnetized by an electric current passing through a 
coil of wire surrounding it (Fig. 6). 
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The strength of an electro-magnet is directly pro- 
portional to the strength of the current passing 
through the wire surrounding it, and to the number 
of turns of the wire. Since electric currents may be 
made very strong and since we may use as many turns 
of wire as desired, it becomes possible to make 
electro-magnets of enormous strength. 



Fio. (.— eolsnoid. 



Fio. B. — EI»etro-in*ciut. 



Just as a current may be induced in one of two 
wires lying near each other by increasing or decreas- 
ing the strength of the current in the other wire, in 
the same manner a current may he induced in a coil 
of wire surrounding an electro-magnet but insulated 
from it. Upon this fact depends the action of induc- 
tion coils, transformers, and motor generators, all of 
which are used in X-ray work. 



CHAPTER II. 
The Rontgen Ray. History ats-d Peopeeties. 
History. — The first vacuum tubes were made by 
Geissler about the year 1858. The passage of an 
electric current through these tubes, which were of 
low vacuum, caused a faint glow, varying in intensity 
with the degree of vacuum. Hittorf discovered about 
1860 that the stream of discharge in a Geissler tube 
could be deflected by a magnet. It was in 1879 that 
Sir William Crookes, experimenting with tubes of 
very high vacuum, discovered the cathode rays. The 
glow which is present in the tubes of low vacuum has 
disappeared in these high vacuum tubes and is re- 
placed by a greenish fluorescence of the walls of the 
tube. To this form of radiant energy Crookes gave 
the name of cathode rays. 

The study of the discharge in liigh vacuum tubes 
was continued by many investigators, prominent 
among whom were Professor Hertz and his assistant 
Professor Lenard. In 1894 Lenard proved that the 
cathode rays (iused phenomena outside of the tube, 
for experimenting with a tube having a sheet of 
aluminum in the end opposite to the cathode he 
observed that the radiation which passed through the 
aluminum could cause fluorescence in such substances 
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as piatino-barium cyanide. The next year, 1895, 
Prof. William Conrad Rontgen, at Wurzburg, was 
experimenting with a high vacuum tube covered with 
black paper impervious to ordinary light. He noticed 
that a near-by paper covered with platinobarium 
cyanide fluoresced brilliantly while the tube was in 
action. Rontgen realized that this phenomenon must 
be caused by some hitherto unrecognized force, differ- 
ing essentially from the cathode rays. Continuing his 
experiments Rontgen found that he could obtain 
shadow pictures on photographic plates of metallic 
objects in a box which was impervious to light, and 
also of the bones of the hand. He soon made his dis- 
covery public and it was only a short time until the 
use of the rays became general for diagnosis, and not 
long until valuable therapeutic effects were also 
observed. 

The Cathode Rays. — These rays are formed at 
the cathode of high vacuum tubes and are believed to 
be streams of electrified molecules shot off from the 
cathode. They have the following properties: (1) 
they can be de0ected by a magnet; (2) they cause 
fluorescence and phosphorescence of certain sub- 
stances; (8) they affect photographic plates like 
ordinary light; (4) they have no known effect on the 
bodily tissues. 
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The Relation of the Cathode Rats to X-eays. 
— Tbe X-ray is formed at the point of impact of the 
cathode ray upon any solid object. 

X-rays themselves are believed to be due to some 
disturbance in the ether and to be true rays. They 
have the following properties: (1) they are not de- 
flected by a magnet; (2) they are invisible but cause 
fluorescence and phosphorescence of certain sub- 
stances; (8) they affect photographic plates like 
ordinary light; (4) they travel in straight lines, — can- 
not be reflected or refracted; (5) they will pass 
through all known substances with varying degrees 
of intensity; (6) they cause the air to become a con- 
ductor and consequently cause the discharge of elec- 
trically charged bodies; (7) they have marked efi^ects 
on the bodily tissues. 




CHAPTER III. 

Appaeatus Foa the Production of Rontgen Rays. 
The apparatus necessary for the production of 
Rontgen rays consists of suitable vacuum tubes, and 
of some form of installation for the production of suit- 
able ciuTents (static machine, induction coil, or trans- 
former). 

VACUUM TUBES. 

The earliest forms of vacuum tubes were the 
Geissler tubes. These are of low vacuum and trans- 
mit electric currents more readily than air. During 
such passage the tube lights up with a soft luminous 
glow. As the tube is still further exhausted the 
current passes with greater dilEculty and the 
luminous glow is replaced by a greenish fluorescence 
of the walls of the tube. When it reaches this de- 
gree of vacuum it is known as a Crookes tube and in 
it are produced the cathode rays. These in turn give 
rise to the Rontgen ray wherever they strike any solid 
object. 

The first Rontgen-ray tubes were somewhat conical 
in shape, the cathode, which was a flat disc, being placed 
in the small end (Fig. 7). The cathode rays were 
thus thrown upon the opposite end of the tube, the 
anode being ring-shaped so as not to obstruct the 
passage of the rays. 
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A great advance was made when Herbert Jackson 
devised a tube with a metallic target fixed within it at 
or near the focus point of the cathode stream (Fig. 8) • 
This ** focus " tube has undergone many modifica- 
tion., «„ong which the most im^t w«e the «ldi. 
tion of an accessory anode, and of a device to regulate 
.the vacuum. 

A late model Bontgen tube is one in which the air 




Fio. 7. — ^Eariy type of Rflntgen-ray tube. 

has been exhausted by means of mercury pumps to 
about one-millionth of an atmosphere. The essential 
parts of the tube are the cathode, the anti-cathode or 
target, the accessory anode, and some device to regu- 
late the vacuum (Fig. 9). 

The cathode of a focus tube is made of aluminum, 
because this metal does not suffer disintegration with 
consequent discoloration of the walls of the tube. The 
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concave form of the cathode causes the cathode rays to 
be focussed upon a point on the target, or anti-cathode, 
as it is called. 




Fia. S.— Juluoi 



As tuhes are now constructed, the target is always 
an anode of the tuhe. but it is not necessarily so. The 
target is usually made of platinum, because the intense 




FlO. 9. — Madam (yp« ol &aat(i 



S. uUuJlKbk win: A, X-raji hemiipbon. 

heat generated at the point of impact of the cathode 
stream requires a metal whose fusing point is very 
high. Even platinum is not entirely infusible and 
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often melts under the intense heat generated. Iridium 
and osmium have been used to some extent, and tubes 
are now being made with tungsten targets. The latter 
has now practically replaced platinum for this purpose. 
The target is usually surrounded by a heavy block of 
some metal, such as copper, which is a good conductor 
of heat. As an additional precaution against fusing, 
the target is often placed at a point just beyond the 
mathematical focus of the tube. Water-cooled tubes, 
in which a column of water is sealed in a tube sur- 
rounding the anti-cathode, or allowed to flow through 
it, are also used to prevent fusing of the target. If 
certain defects, such as the danger of breakage, eould 
be overcome in these tubes they would be ideal for 
Rontgen work. The target is placed obliquely to the 
axis of all tubes so that the greater part of the Rontgen 
rays are thrown out at one side. 

The accessory anode is made of aluminum. It is 
connected to the anti-cathode by a wire outside of the 
tube. Tubes furnislied with an accessory anode do 
not increase in resistance so rapidly as do those of 
older models. 

Regulating the Vacuum in the Rontgen 
Tube. — The tendency of the Rontgen tube to increase 
in resistance, making it increasingly diflicult for the 
ciurrent to pass through it, has caused the introduction 
of many contrivances for lowering the vacuum when 
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it has become too high. One of these was the osmo- 
regulator of Villard. It consisted of a platinum pin 
sealed into the tube with one end projecting outside. 
Heating the projecting end with a flame caused the 
platinum to become porous and to absorb hydrogen, 
thus lowering the vacuum of the tube. 

Baking a tube in an oven at 200° to 300° F. for 
several hours will also lower the vacuum. 




In 1896 Queen's self -regulating tube came into use 
(Fig. 10) . This tube had a relatively large accessory 
bulb B in which was sealed a smaller bulb 6j the latter 
containing some chemical such as potassium chlorate. 
The smaller bulb connected directly with the main 
bulb. When the vacuum in the main bulb was too 
high the current could no longer pass directly through 
the tube but sparked across the path of less resistance 
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from the cathode C to the end of the adjustable wire 
W, causing the potassium chlorate in the small bulb 
to become heated. The vapor given off into the tube 
from the potassium chlorate lowered the vacuum in 
the main bulb until the current could pass directly 
through, when the sparking from the cathode to the 
adjustable wire ceased. 

The regulating device most largely used at present 
is one in which the accessory tube connects directly 
with the main bulb (Fig. 9). Asbestos is the sub- 
stance usually used instead of the chemical of the old 
Queen tube. When the current sparks across from 
the cathode to the adjustable wire, air is forced out 
of the interstices of the asbestos and the vacuum con- 
sequently lowered. Instead of using the adjustable 
wire on the tube the regulating device may be con- 
nected by a third wire to an adjustable spark gap on 
the coil or transformer. This is the most convenient 
method since it enables the operator to regulate the 
vacuum from a distance. 

When new tubes are ordered it is necessary to 
specify whether they are to be used with a coil or a 
transformer, since tubes pumped for use with a coil 
are of loo high vacuum for use with a transformer. 

When a new tube is received it is usually found to 
be of relatively low vacuum, but after being used a 
few times it reaches its point of maximum usefulness. 
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The vacuum then seems to remam about stationary 
for some time and then gradually increases until It 
reaches a point where it must be lowered every time it 
is used. Finally the vacuum becomes so high that it 
can no longer be lowered sufficiently to allow the 
current to pass. 

DiKECTlONS FOB REGULATING THE VACUUM. — If 

the current cannot pass through the tube on account 
of the high vacuum it sparks across between the 
positive and negative terminals of the coil or trans- 
former. An adjustable spark gap is provided so 
that the operator may measure the length of the 
spark. The length of spark that a tube will " back- 
up " is a measure of the resistance of that tube. 

If the tube is too high to allow the current to pass 
when the latter is at its full strength, the end of the 
adjustable wire should be placed at a distance of about 
two inches from the cathode (never touching it) and 
the weakest current possible allowed to spark across 
to the regulator. The wire is then moved to a distance 
of 6ve or six inches from the cathode and the current 
turned on to its full strength. This process is re- 
peated until the tube hghts up properly and there is 
no sparking at the parallel spark gap. The same 
method is followed when the adjustable regulating 
spark-gap on the apparatus is used instead of the 
adjustable wire on the tube. Great care must be 



so 



A MANUAL OF X-RAY TECHNIC 



exercised in this matter of lowering the vacuum of a 
tube for it is exceedingly easy to lower it to such an 
extent as to render it valueless until it is re-pumped. 
If a strong current is used for regulating it will cause 
a thick yellow spark to jump across and probably de- 
stroy the vacuum. 

To increase the vacuum of a tube a weak current 
may be run through it in a reverse direction for 
several times. If this is done every day for consider- 
able time the tube becomes higher. A tube will also 
increase in resistance by constant use. 

A Rontgen tube is said to be soft when the vacuum 
is low, and hard when it is high. The penetrative 
power of the rays increases with the degree of vacuum 
and with the strength of the current. 

When working well the tube shows a well-marked 
hemisphere of greenish fluorescence in front of the 
target, while the part of the tube behind the target is 
dark. 

Secondaby Rays ok Sagnac Rays. — These are 
rays given off when the Rontgen ray strikes an object, 
as parts of the apparatus or tissues of the body. They 
pass in all directions and may blur the rontgenogram ; 
they may even pass through the plate in the wrong 
direction. 

Indieect Rays. — These are rays formed at the 
extremities of the arc and are useless for rijntgenogra- 
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phy. The useful raj-s are those which come off at 
right angles from the target. The use of a chaphragm 
with a circular aperture eliminates OKtst of the indirect 
rays, and also much of the secondary radiation. 

AIEANS of DETEBSIDfnJG THE InTESSITT OB 

Penetratite Power of the Roktgejt Rays. — (1) 
Appearance of the Tube: In a tube of low vacuum the 
greenish fluorescence is soft and s(Hnewhat yellowish 
and the tube is not so distinctly divided into hemi- 
spberes. There is also a bluish color just in front of the 
cathode, and if the vacuum is very low a blue line 
may be seen extending from the cathode to the target. 
In the tube of high vacuum the fluorescence is of a 
bright green color and the tube is divided into two 
distinct hemispheres. (2) Rontgenoscopy :\JsmgX)i^ 
rontgenoscope and some object such as a skeleton band 
as an indicator. It is very dangerous for the operator 
to use his own hand because of the liabQity to Rontgen 
dermatitis and its sequels. (3) Th€ Spark Gap: The 
length of the spark that a tul>e " backs up " varies 
with the strength of the current as well as with the 
resistance of the tube, but if taken in conjunction 
with the reading of the milliamperemeter it is a good 
indication of the penetrative power. (4) The milU- 
ammeter: The reading of the milliammeter also 
varies with the strength of current and resistance of 
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tube. It must be remembered that a high reading 
does not necessarily mean a tube of high penetration. 
Indeed it more often means just the opposite. The 
lower the tube the greater the amount of current that 
can pass through and consequently the higher the 
reading of the milliammeter. But if the tube gives 
a spark of four and a half to six inches in length, and 
at the same time the milliammeter has a high reading, 
tlien the degree of penetration is great. (5) The 
radiockromometer of Benoist: The construction of 
this instrument is based upon the fact that diflferent 
metals varj' in their penetrability to the Rontgen ray. 
A silver disk 0.11 mm. in thickness placed in ttie centre 
of the device is used as the standard of comparison. 
Around this centre are placed layers of aluminum of 
varying thickness. The diaphragm is rotated until 
the tint of the sector corresponds to that of the centre, 
when it is read off, as No. 1, 2, 3, 4, etc., Benoist. 

For rontgenographic work the length of the spark 
gap and the reading of the milliammeter taken to- 
gether probably afford the most practical and best 
method of determining the degree of penetration. 

Cake of the Rontgen Tube. — It is necessary to 
take certain precautions in using focus tubes in order 
to keep them at the point of maximum usefulness for 
the longest possible time. In cold weather the tube 
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shoiiiti he warmed licfore use. When hot it should not 
he allowed to cool off too suddenly. The lead wires 
ought not to come in contact with the tube when in 
action, since a spark may jump across to the glass 
and cause puncture. Keep tuhes perfectly clean; a 
small particle of dust may attract the current and 
cause puncture. New tuhes are likely to be rather 
unstable in vacuum and should be used cautiously 
with weak currents, and with very short exposures 
with strong currents, until they become seasoned. 
Avoid nverheating the tube by too long or too fre- 
quent use. The jjlace of greatest heating is around 
the cathode, and it is here that the greatest number of 
punctures occur, 

JSIkaNS of DxTEKMININtJ THE I'OSITIVK AND 

Negative Teiiminai,s, — In order to connect the Riint- 
gen-ray tube properly it is necessary to know which is 
- the positive and which the negative terminal of the 
apparatus from wliicli the current is being taken. 
This may be determined in the following ways: (1) 
On the induction coil or transformer the left hand 
side is usually the positive pole; (2) if both poles are 
immersed in water, bidtbles arise from the negative; 
(3) the negative pole ionizes a solution of potassium 
iodide, turning the solution red around this pole by 
libcrnting free iodine; (4) the spark at the negative 
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pole is thick and white, while that at the positive is 
thin and wiry; (5) when the tube is properly con- 
nected, the anode to the positive terminal and the 
cathode to the negative, the tube liglits np in the 
normal manner with well-marked hemispheres, while 
if the current is passing through in the opposite 
direction rings of light are seen extending around the 
tube in many different directions. 

The Coolidge tube ( Fig. 11), invented by Mr. Cool- 
idge, of Schenectady, N. Y,, constitutes a remarkable 




advance in Riintgen appaiatus. It differs fundiimen- 
tally from the older type of tubes. In the latter the 
stream of electrons is produced by the bombardment 
of the cathode with positive ions which are produced 
by the passage of the electric current through the gas 
contained in the tube. The Coulidge tube is pumped 
to a nmch higher degree of vacuum than the gas tubes, 
so high in fact that no current will pass through it,unless 
the cathode is heated. The electrons constituting the 
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cathode stream are thrown out by the heated cathode 
instead of being produced by bombardment of the 
cathode with positive ions. In order to secure a pure 
electron discharge from the heated cathode it is, of 
course, necessarj' to completely exhaust the tube itself 
and also to entirely free the electrodes from gas. It 
was known that the rate of emission of electrons from 
a hot cathode in very high vacuum increases as the 
temperature of the cathode rises. 

The Coolidge tube differs from the ordinary tube in 
the following particulars : 

(1) The vacuum is as high as it is possible to 
make it. 

(2) The cathode consists of a cylindrical tube of 
molybdenum, 6.8 mm. inside diameter. This is sup- 
ported on two molybdenum wires which are sealed into 
the end of the glass tul)e. This molybdenum ring acts 
as a focussing device. Inside of the ring is a closely 
wound spiral of very fine tungsten filament mounted 
so as to be concentric with the ring. The spiral is 
welded to two wires which pass out at the negative end 
of the tube. Through these two wires passes a low 
voltage current which ser\'es to heat the tungsten fila- 
ment, the degree to which it is heated being controlled 
by an adjustable rheostat. The source of the current 
for heating the filament may be a small storage battery, 
or the 1 10 V. alternating current reduced to the proper 
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voltage by a suitable transformer. When only the 
direct current is available a small motor generator is 
necessary in addition to the transformer. Whether a 
storage battery or transformer is used it must be insu- 
lated from the ground, since it is connected with the 
high potential current. 

(8) The target, instead of being a platinum- or 
tungsten-faced copper block, is a solid block of tungs- 
ten. The target functions as anode, and there is no 
accessory anode. 

The great advantage of the Coolidge tube over the 
older type consists largely in the ability to regulate 
the penetration of the former by varj'ing the tempera- 
tiu-e of the cathode. This is of especial value in ront- 
genotherapy, since results may be practically dupli- 
cated on different occasions. Another great advantage 
in rontgenotherapy is the fact that the Coohdge tube 
can be used for practically any length of time. With 
the gas tube it is necessary either to have a water- 
cooled target or to make frequent changes of tubes as 
they become heated. 

There is considerable objection to the use of the 
Coolidge tube for rontgenography and rontgenoscopy, 
good detail being somewhat lessened by the rays from 
points on the target other tlian the focus point. Many 
of the best rontgenologists use the Coolidge tube for 
rontgenotherapy and gas tubes for all other work. The 
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durability and ease of control of the Coolidge tube 
make it desirable to use it for all purposes, and many 
have found that very satisfactory practical results can 
be obtained in rontgenography if care is taken to regu- 
late the tube so that it never has a greater resistance 
than is necessary to enable the ray to penetrate the 
particular part being rontgenographed. For instance, 
it has been foimd that practically all stomach work can 
be done with a maximum spark-gap of five inches and 
forty milliamperes of current, the spark-gap being 
decreased to as low as four inches with thin patients. 
Good bone detail can be obtained with the Coolidge 
tube by using a short spark-gap and about twenty to 
twenty-five milliamperes of current, and a relatively 
long exposure. The author uses the Coolidge tube 
for all purposes, including rontgenography and 
rontgenoscopy. 



CHAPTER IV. 

Appasatus fob ExcrriNO the Rontoen-eat Tube. 

STATIC MACHINE AND INDUCTION COIL. 

The apparatus used to excite Rontgen-ray tubes 
may be a static machine, an induction coil, or a high 
potential transformer. 

The static machine is now little used for Rontgen 
work, its use being confined to rontgenotherapy. It 
gives a very uniform discharge at exceedingly high 
voltage, but the amperage is so low as to necessitate 
unduly long exposures for rontgenographic work. 

THE INDUCTION COIL. 

An induction coil consists of a core of soft iron 
wire upon which is wound a primary coil of coarse 
wire. Upon tlie primary coil, carefully insulated 
from it, is wound the secondary coil. The latter is 
made up of very many turns of fine wire, wMe the 
primary consists of relatively few turns of coarse 
wire. A current is passed through the primary wind- 
ing and magnetizes the iron core, thus setting up a 
strong magnetic field through and aroimd the second- 
ary winding. The current in the primary is made to 
vary rapidly in strength by means of some form of 
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interrupter, thus producing rapid changes in the in- 
tensity of the magnetic field. This reacts upon the 
windings of the secondary and induces an electro- 
motive force in each turn of the wire. At each make 
of the current in the primary coil a weak current flow- 
ing in the opposite direction is set up in the secondary; 
while at each break in the current there is induced in 
the secondary a strong current flowing in the same 
direction. This break current is the one used to ex- 
cite the Rontgen-ray tube. If the make current is 
allowed to pass into the tube " inverse rays " are pro- 
duced and the efficiency of the ray is greatly reduced. 




Intehse Cubrents. — A tube in which the inverse 
current plays a part does not have the clear-cut 
hemispheres of a properly working tube, but will have 
one or more green rings back of the target. 

The production of inverse currents can also be 
demonstrated by means of the oscilloscope (Fig. 12). 
When connected in series with a coil, if the current is 
unidirectional a violet band will be seen at the negative 
end, while if there are inverse currents bands of equal 
or unequal length will be seen at both ends. 
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Inverse currents may be prevented from entering 
the tube by introducing a spark-gap of such length 
that the make current is too weak to pass it. 

Another method is to use the ventril or valve tube 
of Villard (Fig. 18). One pole of the Villard tube 
is made of a spiral of aluminum giving a large sur- 
face. This pole acts well as a cathode and permits 
currents to pass readily when it is the negative pole. 




Flo. 18.^VAlTe tube. 



As stated above, the secondary of the induction 
coil consists of many windings of very fine wire some- 
times ten miles or more in length. It is usually woimd 
in sections and these subsequently assembled. All the 
layers of the coil must be thoroughly insulated, each 
from the other. 

The effect of the induction coil is to change a 
current of relatively low potential (110 volts) and 
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high amperage (5-25) to a current of very high 
potential (100,000 to 150,000 volts) but of corre- 
spondingly low amperage. 

THE INTEBRUPTEB. 

Some means of interrupting the current must be 
suppUed with the induction coil, for it is only by vary- 
ing the number of lines of force surrounding the 
primary winding that a current can be set up in the 
secondary. 

Interrupters may be classified as follows: 

(1) Mechanical. 

(a) Vibrating. This is the slowest. 
(6) Mercury. Medium rate. 

1. Dipper. 

2. Rotary. 
8. Jet. 

(2) Electeolytic. Most rapid and there- 
fore give the strongest current. 

1. Wehnelt. 

2. Caldwell- Simon. 
Vibrating Interrupter, — This interrupter oper- 
ates on the same principle as the electric bell, and 
consists essentially of a spring carrying at its end a 
platinum contact point and an armature of soft iron. 
The armature is close to the end of the induction coil. 
The instant a current flows through the priniarj- of 
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the coil the core becomes magnetized, and acting upon 
the armature of soft iron pulls the platinum contact 
point away from its contact with the general circuit. 
When this happens the circuit is of course broken and 
the core becomes demagnetized. The armature is no 
longer held against the core and the spring carries 
the platinum contact point back to its contact with 
the main circuit. 

There are many modifications of the vibrating 
interrupter and in some form or other it has been 
very widely used with Rontgen-ray apparatus, but 
there are many objectionable features to all of them. 
The platinum points may become uneven or may fuse, 
the spring may break, and they are very noisy. Tliey 
are still used with portable apparatus but practically 
never with stationary installations. It is quite prob- 
able also that the portable apparatus of the future 
will be some form of high potential transformer 
actuated by a gas engine, with which an interrupter is 
unnecessary. 

Mekcuey Intereuptees. — These give a medium 
rate of make and break and medium strength of 
current. 

Dipper Mercury Interrupter. — The contacts are 
made by a metalUc rod dipping into the mercury. The 
mercury should be covered with a layer of some non- 
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- conducting substance such as parafiin or alcohol so as 
to effectually prevent sparking. The shaft raising 
and lowering the metallic rod is operated by a motor 
connected with a shunt circuit. 

Rotary Mercury Interrupter. — This consists of a 
turbine attached to a shaft which is rotated by a 
motor. There are platinum tips on the turbine and 
the interruptions are made by these entering and 
leaving the mercury. 

The rate of interruptions with both of these inter- 
rupters is regulated by varying the speed of the 
motor. 

Jet Mercury Interrupters, — A motor operates a 
pimip which throws jets of mercury in opposite direc- 
tions. These jets striking the armatures produce the 
contacts. By raising or lowering the armatures the 
strength of the current may be increased or decreased. 

Electeolytic Intehruptebs. — These inter- 
rupters depend upon the fact that when a current of 
electricity is passed through a liquid and one of the 
metallic electrodes is very small the surface of this 
electrode becomes covered with a thin layer of gas 
which stops the flow of the current. As soon as the 
current stops the gas disappears and the current again 
flows. These interrupters give as high as 40,000 
breaks per minute. 
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nipter. Small portable storage batteries may also be 
used. The greatest objections to the use of storage 
batteries for portable apparatus are their great weight 
and the difficulties of getting them charged. The 
tatter is now accomplished in the military service by 
using a generator connected with the motor of an auto- 
mobile or with a small portable gas engine. 

(3) Electeic Lighting and Po^veh CiRCurrs. 
— The 110 or 220 volt lighting circuit with direct 
current is the best available source of power for a 
Rontgen-ray coil. The alternating current of the 
same voltage is also often used, but requires additional 
apparatus to render it unidirectional. This is described 
below. Another available source of energj' is the 500- 
volt-power circuit. 

Use of Coil with Alternating Cuhrent. — 
When only an alternating current can be obtained to 
operate a coil some means must be used to render 
it unidirectional. It is possible to use the Wehnelt 
interrupter for this purpose, but the platinum pole 
being the negative during one phase of the current 
gives it an undesirable polarity and causes its rapid 
destruction. 

The aluminum cell rectifier is the device usually 
employed to rectify alternating currents for use with 
Rontgen-ray coils. This rectifier transmits about 90 
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an aluminum plate. The alternating current wires 
are connected as shown in Fig. 15. The wire which 
delivers the positive current is connected to the 
aluminum of two cells and the negative wire comes 
from the lead of the other two cells. The current 
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flows readily so long as it is passing from the lead 
through the solution to the aluminum, but not in the 
opposite direction, polarization preventing the flow 
in one direction while ofi^ering little obstruction to 
its passage in the other. 

There are other forms of rectifiers for the alter- 
nating current, such as the mercury arc and mercury 
vapor vacuum tube rectifiers, but the one described 
above is the most commonly used at the present time. 

The loss of power is so great with an alternating 
current that the direct current is always used to 
operate a coil if it can be obtained. 




CHAPTER V. 

Apparatus fob Exciting the Rontgen-eay Tube 
(Continued) . 

High-tension Teansformees. — The necessity for 
using some form of interrupter, and also a recti- 
fier in the case of alternating currents, both contain- 
ing some liquid, are disadvantages always encountered 
with coil apparatus. Even with the use of these 
appliances inverse currents often persist and cause 
rapid deterioration of tubes, besides making it diffi- 
cult or impossible to obtain good pictures. For these 
reasons and because of its added efficiency, the type 
of apparatus known as a transformer is at present the 
most satisfactory for exciting the Rontgen-ray tube. 

The transformer consists essentially of a primary 
and 8 secondary coil, both surrounding a continuous 
soft iron core. The principle is exactly the same as in 
the induction coil. With the latter, however, an 
interrupter must be used, while in the former an alter- 
nating current is utilized and the interruptions are 
supplied directly from the dynamo. The voltage of 
the secondary current depends upon the proportion 
between the number of turns of wire in the secondary 
to the number of turns in the primary. If, for in- 
stance, the secondary coil has twice as many turns 
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as the primary then its voltage will be twice as great 
as that of the primary. It should be remembered 
that the amperage undergoes opposite variations at 




Fio. 16. — Rinc type of transformer. 



the same time. The transformer is a step-up or step- 
down transformer, depending upon whether the 
secondary has a greater or less number of turns than 
the primary. For Rontgen-ray work the step-up 
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transformer is necessary. The ring type of transfor- 
mer is illustrated in Fig. 16, showing the primary and 
secondary coils surrounding a ring-shaped core of 
iron. The transformer may be of the shell or jacket 
type, in which the primary and secondary coils are 
Burrounded by laminated masses of iron, which, from 
an electrical standpoint, constitute the core. 

The efficiency of the transformer is very high, 
being about 97 per cent, of the energy of the primary. 
The current furnished to the primary must be an 
alternating one. If only a direct current is available 
it must be changed to an alternating one by a motor 
generator. Operating the generator necessitates a 
considerable loss of energy, from 80 per cent, to 50 
per cent, being lost in this manner. For this reason 
an alternating current supply is to be greatly pre- 
ferred to the direct. It is necessary to use a motor 
even with an alternating current, for reasons which 
will be explained later, but this causes very little loss 
of energj'. 

The 220-voIt alternating current is the ideal one 
for operating a transformer. 

Thorough insulation of the primary and second- 
ary coils is necessary. Some makers bury the coils 
in oil and others use only wax as insulation. The 
terminals of the secondary coil must also be insulated 
or separated to a considerable distance from each 
other, to prevent sparking across. 
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Methods of Rectifyino the Cubbent. — Just as 
the current passing through the primary of the trans- 
former is an alternating one, so that in the secondary 
is of the same character. Before this ciurent can be 
used to excite a Rontgen-ray tube it must be rendered 







Fio. 17. — Diagram of oonneotionf of interrupt«rieas apparatui. 

unidirectional by some means. Ventril or valve tubes, 
previously described, have been used for this purpose, 
but most high-tension transformers are now provided 
with some form of mechanical rectifying switches. 

Fig. 17 represents diagrammatically the con- 
nections of the motor, transformer and rectifying 
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switches of the so-called " intemipterless " apparatus 
used for Rontgen-ray work. A direct current is fur- 
nished from the line and passes through the switch 1, 
the line h to the armature 2, and the field 3 of the motor 
generator. From the generator the current returns 
through the wires A and F to the motor starter 4, and 
thence back through the main switch to the line. The 
motor starter is simply a resistance hox and enables 
one to start the motor gradually. In the generator 
the current is changed to an alternating one, necessi- 
tating a considerable loss of power as mentioned 
above. This alternating current is taken oflf from 
the collecting rings C by the brushes M, passes 
through wire 5 to the primary of the transformer, 
through the windings of the primary to wire 6, through 
rheostat to wire 8, and the switch 7, back to the collect- 
ing ring on the motor. This complete circuit con- 
stitutes the primary circuit. The poles of the second- 
ary coil are marked a and h. As previously stated, 
the current is here an alternating one, just as in the 
primary winding. Before it can be utilized to excite 
the Rontgen-ray tube it must be rendered unidirec- 
tional, this being accomplished by means of the four 
revolving arms 15, 15', 16 and 16'. These arms are 
mounted on the same sliaft as the motor, thus insuring 
that the revolutions of the rectifying arms are syn- 
chronous with the phases of the current from the motor. 
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This is the reason also why a motor is used even with 
alternating currents, for if the current were taken 
directly from an alternating light or power circuit there 
would be no means of accurately synchronizing the 
revolutions of the rectifying switches with the phases 
of the primary current. The manner of operation of 
the revolving arms is as follows: When a is the 
positive pole of the transformer the current passes 
through wire 10 to the metal collecting ring 12, sparks 
across to the end of the copper wire on the revolving 
arm 15 which is then in position to transmit it, sparks 
across from this wire at the other end of 15 to the metal 
plate 13, and passes through wire 18 to the terminal 
20 which is connected with the positive terminal of 
the Rontgen-ray tube. It then passes through the tube 
to the negative terminal (cathode) , through 20' and 17 
to the metal plate 14, sparks across to 15' and from 
15' to the metal plate 11, which is connected with the 
negative terminal b of the transformer. At the 
opposite phase of the current b is the positive terminal 
of the secondary and the current is conveyed through 
9 to the plate 11; the shaft has now made a quarter 
turn and instead of 15' being in position to convey the 
current, 16' is now in position; the current therefore 
passes through 16' to the metal plate 18' and is con- 
veyed through wire 21 to 18 and thence to the positive 
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terminal of the tube, just as it was in the first instance 
when a was the positive of the secondary; the current 
then returns through 20', 17, 14, and revolving arm 
16, to 12 and thence to a, which is at this instant the 
negative terminal of the secondary. Thus both phases 
of the current are utilized, but it always passes 
through the tube in the same direction, no inverses 
being produced. 
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Instead of using four revolving arms to rectify 
the current, a revolving disc on which are mounted 
two metal strips is used in some constructions, to 
secure a unidirectional current. Figs. 17 and 18 
illustrate this method of rectification. F is a mica 
disc, G and H the two metal strips. J and K are the 
terminals of the secondary of the transformer. L and 
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electro-motive force divided by the resistance (Ohm's 
law). Electrical resistance depends upon the ma- 
terial of which the conductor is made, the diameter 
of its cross-section, its length, and its teraperatm-e. 
Copper wire is one of the best practical conductors 
of electricity, iron wire not so good, and German 
silver one of the poorest. The latter is not used at all 
as a conductor but is very widely used as a resisting 
medium. The resistance of a conductor is directly 
proportional to its length and inversely proportional 
to the area of its cross-section or square of its diameter. 

A rheostat is an appliance used to vary the 
strength of a current by changing the amount of the 
resistance. For Rontgen-ray apparatus, rheostats are 
usually made of a number of coils of German silver 
wire. 

In Fig. 21 the dots represent contact-points to 
which the movable arm may be shifted. Nos. 1 and 2 
are connected at the bottom, 2 and 3 at the top, and 
so on. The leading-in current enters at H and when 
the movable arm is set on the first contact point the 
current passes through A, down coU No. 1, up coil 
No. 2, down No. 3, and so on until it passes out at B. 
Shifting the arm to the second point eliminates coil 
No. 1 from the circuit and reduces the amount of 
resistance, thus increasing the strength of the current. 



EXCITING THE RONTGEN-RAY TUBE 49 

I Resistance may thus be gradueUy reduced by shifting 
to successive points until the last one is reached and 




the current flows directly from H through the mov- 
able arm to B, the rheostat no longer being in the 
circuit. 
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CHAPTER VI. 

RONTGENOQRAPHY, 

The Rijntgen ray acts upon sensitized plates like 
ordinary light, therefore the making of rontgenogranis 
has much in common with photography. It must 
always be remembered, however, that whereas the 
photograph is produced by the action of light which 
is reflected from the object to be photographed, the 
rontgenogram, on the other hand, is a record of the 
penetrability of the different parts of the object to the 
Rontgen ray. 

The photographic plate consists of a piece of 
glass coated with gelatin containing sensitive silver 
salts. The salt may be either the bromide, the chlo- 
ride, or the iodide of silver. The iodide is not often 
used except occasionally as an addition to the 
bromide, and the chloride is used only for slow emul- 
sions such as are used on printing-out paper and for 
lantern shdes. The gelatin-bromide emulsion, either 
with or without the iodide, is the one usually em- 
ployed. The sensitiveness of the emulsion is governed 
by the manufacturer by the length of time during 
which it is subjected to boiling or other method of 
" ripening." The increase of sensitiveness is said to 
be due to the enlargement of the particles, something 
like the growth of particles by crystallization. The 
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particles as they become larger are able to absorb 
more light and consequently a greater amount of 
silver is reduced, rendering the plate more rapid. A 
similar explanation is given as to why the amount of 
emulsion on the plate affects its sensitiveness. 

Rontgen-ray plates differ from photographic 
plates only in their greater sensitiveness, the emulsion 
being thicker than on photographic plates. 

The exact effect that light has on silver salts is 
not yet entirely understood. So far as known, light 
exerts a reducing effect on the salt, setting free the 
chlorine, bromine, or iodine. The latent image con- 
sists of some modification of the halogen. 

In order to bring out the latent image some form 
of developer ia necessary. A developer contains 
several ingredients known respectively as the reducer, 
the accelerator, the restrainer, and the preservative. 
There are a great variety of reducing agents, among 
which are pyrogallic acid, hydroquinon, metol, amidol, 
eikonogen, ortal, rodinal, etc. The function of the 
reducer is to reduce the exposed silver bromide to 
metallic silver, for it is this metallic silver that pro- 
duces the lines of the picture. Most of the reducers 
named, however, will not act quickly enough by them- 
selves, so that an accelerator must be added. Some 
alkali, usually sodium carbonate, fulfills this function. 

The restrainer is added, usually potassium 
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bromide, so that the developing may be more under 
control and not take place too rapidly. Sodium 
sulphite is usually added to act as a preservative, 
which it does by taking up oxygen and thus prevent- 
ing oxidation of the reducer. 

Following are some formulas for developing 
solutions : 

HTDROQUINON OR QUINOL. 

No. 1. Hydroquinon 6 gm. 

Sodium sulphite 50 gm. 

Water 500 cc. 

No. 2. Potassium carbonate .... 100 gm. 

Potassium bromide 1.5 gm. 

Water 500 c.c. 

For use take equal parts of No. 1 and No. 2. 

The hydroquinon developer may be made in one 
solution, according to the following formula, but 
should be made fresh for each day's work: 

Hydroquinon S6 gm. 

Sodium sulphite^ dry 90 gm. 

Potassium carbonate^ dry 180 gm. 

Potassium bromide 9 gm* 

Water » 1800 c.c. 

Hydroquinon is a reducer which gives great con- 
trast in pictures and since this is a very desirable 
thing in radiographs it makes a good developer in 
Rontgen-ray work. Where softer negatives with 



RONTGENOGRAPHY 53 

greater detail are desired metol is a valuable reducer. 
Hydroqiiinon and metol may be used together accord- 
ing to the following formula: 

No. 1. Metol 1 gm. 

Hydroquinon 4 gm. 

Sodiam sulphite 90 gm. 

PoUiiium bromide, 10 per 

cent. BoL 4 c.c. 

Water 250 c.c. 

No. 2. Sodium carbonate 50 gm. 

Water 350 c.c. 

Mix No. 1 and No. 2 in equal parts. 

The advantages of having the accelerator, sodium 
carbonate, in a separate solution are that the developer 
keeps better and that development is better under 
control. If the plate is over-exposed then a small 
amount of No. 2 should be added; if under-exposed, 
a proportionately larger amount. 

After the negative has been developed it is neces- 
sary to remove the silver from the unexposed parts 
of the film. This is known as fixing, and is effected 
by placing the plate in a solution of sodium hypo- 
sulphite, made according to the following formula : 



Water 4000 c 

Sodium bj^sulphite 10O0 f 
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B 

Water 1000 cc 

Sodium sulphite^ drj 90 gm. 

Sulphuric acid 15 cc 

Powdered chrome alum 60 gm. 

Mix B in exactly the proportions and sequence 
given above. 

Pour B into A while stirring. During cold 
weather one-half of B is sufficient for the full quantity 
of A. 

TECHNIC OF SONTOENOORAPHT. 

The X-ray plate is placed in a black envelope, and 
the latter in an orange envelope. It is so placed that 
the film side of the plate is next to the smooth side of 
the envelopes, that is, the side opposite the flaps. The 
film side is recognized by its dull appearance and by 
the fact that the slightly moistened finger sticks to it. 
Some form of plate holder may be used instead of the 
envelopes. The plate is placed in its envelopes or 
plate holder in a photographic dark-room illuminated 
only by a good ruby light. All plates kept in stock 
should be kept in a lead-lined box in a cool, dry place, 
and should be put into envelopes or plate holder only 
immediately before use. • 

After being placed in its envelopes the plate is 
taken to the Rontgen-ray room and protected from the * 
ray in a lead-lined box or behind a lead partition 
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while the tube is being tried and regulated. When 
the tube is ready the plate is placed under the patient 
with its centre immediately beneath the centre of the 
part to be radiographed. The target of the tube is 
then centred over the centre of the plate at a distance 
of 18 to 25 inches from the plate. 

No definite rules can be given for the time of 
exposure, since it differs with the strength of the 
current, the condition of the tube, distance of the tube 
from the plate, thickness of the part to be rontgeno- 
graphed, and the sensitiveness of the plate. Every 
rontgenographer must determine the time of exposure 
for different parts of the body on his particular 
apparatus. By recording the reading of the milli- 
ammeter, the length of the parallel spark gap, the 
distance of tube from plate, and the thickness of the 
part, he will soon be able to estimate very closely the 
exposure time in each particular case. In general it 
may be said that the transformer with alternating 
current supply enables one to do the most rapid work 
while the transformer with direct current is next. 
Coil apparatus with direct current comes next to the 
transformer, while the coil with alternating current 
supply requires the longest exposures of all. 

At the present time excellent intensifying screens 
made of calcium tungstate are to be had, and when 
properly used greatly shorten the time of exposure. 
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The screen should be brushed off carefully each time 
before using and should be placed in contact with the 
film side of the plate against which it must he snugly 
pressed while the exposure is being made. The ray 
must pass through either the screen or the plate to 
reach the film. The latter is the most common 
method. The screen enables one to take practically 
instantaneous pictures of the hismuth-filled stomach 
and colon and is indispensable for such work. It is 
not possible to obtain such fine detail with the screen, 
however, as without it. 

After exposure the plate is taken to the dark 
room, removed from its envelopes, and placed in the 
developing solution. It should be slid into the tray 
of developer and the solution made to cover the entire 
plate immediately by a wave-like motion. It is im- 
portant that the developer he kept at a temperature 
of about 63" to 68° F. All air bubbles should be re- 
moved from surface of the plate by rocking the tray. 
Complete development is judged by the even black 
appearance of the back of the plate when it is held 
up to the ruby light. When developed the plate is 
washed for a moment in running water and placed 
in the fixer. After it has remained in the fixer for 
about a minute the hght may he turned on. The plate 
is fixed when all the dull white film has disappeared 
from it, — a fact which may be determined by looking 
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at the back of the plate, but it should be left in the 
solution for about 15 minutes after this has occurred. 
When the plate is fixed it should be washed for at 
least an hour in running water. 

OvEE-ExposEU Plates.— A plate on which the 
image flashes up almost immediately upon placing it 
in the developer is usually over-exposed, and if de- 
veloped in the usual way would be so dense that the 
picture could scarcely be seen. It may be taken from 
the developer immediately and the process finished 
in a weaker developer, or a few drops of 10 per cent, 
solution of potassium bromide may be added to re- 
strain the development. If after development the 
plate is still found to be too black and dense it may 
be greatly improved by treating it with a reducer. 
For this purpose the following solution may be used: 

PotBSaium permanganate .5 gfo. 

Sulphuric acid I c.c. 

Water 1050 c.c. 

Before treating with this reducer the plate should 
be washed but does not require to be entirely free 
from hypo. Rock the dish continually while the plate 
is in the reducer. If a stain is left by the permanga- 
nate it may be removed by a 1 per cent, solution of 
oxalic acid. 

Potassium cyanide is often used as a reducer 
according to the following formida: 
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Potassium cyanide I gm. 

Potassium iodide .5 gm. 

Mercuric chloride .5 gm. 

Water 300 c.c. 

The plate must be well washed to remove the 
poisonous chemicals in the above formula. 

Under-exposed Plates. — Plates that have had 
insufficient exposure will need to be developed for a 
long time in a strong developer. Leaving them in too 
long, however, will often fog them. Under-exposed 
plates may be much improved by treating them with 
an intensifying solution such as the following: 

Mercuric chloride II gm. 

Potassium bromide 6 gm. 

Water 210 c.c. 

Leave the plate in this solution until it looks white, 
then wash it in running water for about one-half hour. 
The plate is then placed in 

Sodium sulphite 45 gm. 

Water 180 c.c. 

until it has turned black, and is then thoroughly 
washed. 

Of course the ideal is to give the correct exposure 
and to develop to the proper density, but this is not 
always attained, and many otherwise valueless plates 
may be saved by reduction or intensification. 

Practice is the only way to become proficient in 
taking and developing riintgenograms. 



CHAPTER VII. 

Rontgenoscopy. Stereoscopic Rontgenography. 
Localization of Foreign Bodies. 

rontgenoscopy. 

The rontgenoscopic screen is made of platino- 
barium cyanide crystals which fluoresce when the Riint- 
gen ray falls upon them. This screen may be fitted into 
the end of a light-proof box into which the observer 
looks, or built into other forms of apparatus. When 
a part of the body is held between the screen and the 
Rontgen-ray tube the rays pass with varying degrees 
of penetration. Around the part where there is no ob- 
struction, they cause the screen to fluoresce very brill- 
iantly; under the soft parts the fluorescence is less 
brilliant; and if the degree of penetration is correct 
there is no fluorescence at all beneath the bones, and 
they appear black. 

The long exposures necessary for rontgenoscopic 
work have made it a very dangerous method to the 
operator, a fact all-too-well proven by the loss of 
limbs and even of lives of rontgenographers. Appa- 
ratus is now built, however, so that rontgenoscopic work 
may be done while the operator remains well protected 
even from secondary radiations. 



60 A MANUAL OF X-RAY TECHNIC 

It is essential for good rdntgenoscopic work that ttie 
voltage be as high as possible, but only a few milli- 
amperes of current are necessary. The static ma- 
chine is therefore ideal for this purpose. Satisfactory 
rontgenoscopic work may be done, however, with either 
coil or transformer if they are equipped with some 
arrangement for delivering a very small current to 
the tube without lessening the voltage. Different 
manufacturers have accomplished this in different 
ways. Some makes of apparatus are so arranged that 
a variable number of windings of the primary may be 
used, others depend upon a choke-coil in which in- 
ductance reduces the current strength with practically 
no change in the voltage. Another arrangement, 
which has proven very satisfactory in operation, is the 
invention of Dr. Harry Waite of New York. It is 
essentially a revolving disc fixed upon the same shaft 
as the motor and the rectifying switches. A metal 
plate forms a quarter of the circle of this disc which 
is mounted so that three carbon brushes connected 
in the primary circuit press against it. The leads 
from these three brushes pass through a rocking 
switch and the connections are so made that when the 
switch is open only fifteen of the sixty cycles of the 
alternating current are transmitted; when the switch 
is closed on one side thirty cycles of the current will 
pass, white if it is closed on the other side the current 
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is short-circuited through the switch and the full 
sixty cycles are transmitted to the tube. Excellent 
fluoroscopic work may be done with both the fifteen- 
and thirty-cycle current with very little wear on the 
tube. 

The best field for rontgenoscopy is the chest, in 
which the contrast between the different parts is great 
enough to render the shadows very distinct. The 
presence of cardiac hypertrophy or aneurism of 
the aorta is readily made out. Limitations in the 
excursion of the diaphragm may be seen and the ex- 
tent of pleuritic effusion determined. Gross lesions 
of the lungs are rendered visible, but for the finer 
lesions rontgenoscopy is much less valuable than 
rontgenography. 

Rontgenoscopy has also been found of considerable 
help in studying the movements of the stomach filled 
with a bismuth meal, and of the colon while giving a 
bismuth enema. 

The operator should never lose sight of the danger 
of exposing himself to the Rontgen ray, and should do 
rontgenoscopy only under the most favorable condi- 
tions. The room should be completely darkened and 
the operator should remain in the dark at least three 
minutes before the ray is turned on. It is only by 
observing these two points that satisfactory rontgeno- 
scopic work can be done. The smallest current that 
will give distinct shadows should be employed and the 
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opening in the diaphragm should be reduced to the 
smaUest size practicable for the work in hand. For 
the safety of the patient it is important that the 
examination be made in as short a time as possible. 

With the proper apparatus, and observance of 
the necessary precautions, there is no doubt that 
rontgenoscopy will increase in value. 

STEREOSCOPIC KONTGENOGEAPHY. 
Rontgenograms are necessarily perfectly flat pict- 
ures — that is, they give no perspective. It is often of 
the greatest advantage to be able to tell which parts in 
the picture project towards, and which parts away 
from, the observer. For this purpose stereoscopic 
rontgenograms are made. This is done by taking two 
pictures of the part, the plate for tlie second one being 
placed in exactly the same position as the first, the 
tube having been displaced laterally a short distance. 
Both pictures must be taken without any movement 
on the part of the patient. This procedure gives two 
pictures of the part, taken from slightly different 
view-points, wliich may be placed side by side and 
fused into one image by some form of reflecting or 
refracting stereoscope. The observer thus gets a 
sense of perspective, or depth, in the picture and sees 
all the parts in their proper relations. 
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The techriic of making stereoscopic rontgenograms 
is not difficult. It is necessary only to have some form 
of plate-changing device so that the second plate may 
be substituted for the first without any movement of 
the patient, and such construction of the tube-holder 
as will provide for readily shifting the position of the 
tube. Most tables and tube-holders are now con- 
structed to meet all the requirements of stereoscopic 
work. 

The procedure in making stereoscopic riintgeno- 
grams is as follows; The part to be rontgenographed 
is placed firmly upon the plate-holder so that no move- 
ment will take place. A plate is placed in the plate- 
holder and the first exposure made. The plate is then 
removed and another placed in the holder in exactly the 
same position as the first one. The tube is then 
shifted to the right or left of its first position for a 
distance of about three inches, corresponding to the 
distance between the pupils of the eyes, and a second 
exposure made. When developed these two plates 
are placed side by side, and viewed with a stereoscope. 
Positives can then be made on one small plate and the 
pictures viewed conveniently through the common 
hand stereoscope, but this is not usually done. 

Stereoscopic rontgenograms are invaluable in 
fractures and dislocations, the relation to each other 
of the fragments or displaced articular surfaces being 
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shown accurately. The position of foreign bodies in 
relation to surrounding parts can be seen very 
clearly. The value of rontgenography in the diagnosis 
of intrathoracic disease has been increased greatly 
by stereoscopic work. Stereoscopic rontgenography 
has also been found of definite value in the study of the 
bismuth-filled colon. Study of the nasal accessory 
sinuses is also rendered much more intelligent if 
stereoscopic rontgenograms are taken. 

No rontgenograpber who has once recognized the 
immense improvement of stereorontgenogranis over 
the simple flat picture, especially in fractures, disloca- 
tions, and intrathoracic lesions, and in the study of 
the colon, will ever be content to rest a diagnosis upon 
the evidence furnished by tlie simple rontgenogram. 

THE LOCALIZATION OF FOEEIGN BODIES. 

The image of foreign bodies in the tissues may be 
seen on the fluorescent screen, and also in simple 
rontgenograms, but it is often difficult to estimate their 
distance from the surface. 

Many diff"erent methods have been used for the 
accurate localization of foreign bodies. 

The stereoscopic method has already been men- 
tioned and is of imdoubted value unless it is necessary 
to make an absolutely accurate localization. 
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The Mackenzie-Davidson method, based upon 
triangulation, is probably the one most commonly em- 
ployed and has been found perfectly satisfactory by 
the author. Briefly, it consists of making two expos- 
ures upon the same plate without any movement of the 
patient or the plate, the tube being shifted laterally a 
known distance for the second exposure. To carry out 
this method the plate is placed on the table beneath two 
crossed wires. One of these wires must be parallel to 
the horizontal bar carrying the tube, so that when the 
tube is displaced the focus point on the target will 
always be perpendicularly above a point in the wire. 
The focus point of the target is accurately centred per- 
pendicularly above the point of intersection of the 
cross-wires. The tube is now displaced a known dis- 
tance, two inches, for instance, from the centre. The 
part to be rontgenographed is placed firmly upon the 
table. It is necessary to have the position of the cross- 
wires marked upon the patient's body, and this may 
readily be done by inking the wires, or when the patient 
arises by rendering the red marks left by the wires more 
permanent by the marks of an indelible pencil. It is 
also well to place a small lead marker on one corner 
' of the plate and to mark its position on the patient's 
body. The first exposure is now made, and without 
movement on the part of the patient, or movement 
of the plate, the tube is shifted two inches to the other 
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side of the centre and the second exposure made. The 
p!ate is then developed and shows the images of the 
cross wires dividing the plate into quadrants, two 
images of the foreign body, and the image of the lead 
marker which enables one to select the corresponding 
quadrants on plate and patient. The plate is placed 
on a table beneath a horizontal bar from which two 
threads are hanging. The bar is the same distance 
above the plate as the focus point on the target of the 
tube was in taking the pictures. The threads are 
fixed on the bar two inches each side of a point which 
is perpendicularly above the point of intersection of 
the image of the cross-wires on the plate, thus repre- 
senting the target of the tube in its two different 
positions. Not only must the intersecting point on 
the plate be perpendicularly beneath the selected 
middle point on the bar but one of the cross-wires 
must be parallel to the bar. 

The end of one of the threads is now placed upon 
a point in one image of the foreign body, and the end 
of the other thread upon the corresponding point in 
the other image. The point where the threads cross 
obviously represents the position of the foreign body 
in relation to the plate. A perpendicular can be« 
dropped from this point to the plate and a mark made 
on the plate. If the foreign body is large, like a 
bullet for instance, each end of it can be localized in 
this manner. 
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The distance of the mark on the plate from the 
two cross-wires can now be measured. 

The perpendicular distance of the point of inter- 
section of the threads from the plate represents the 
distance of the foreign body beneath the skin wliich 
rests upon the plate. The marks of the wires being 
left upon the patient's skin it is only necessary to 
measure the distances found above from each wire. 
The point of intersection of lines representing these 
two measurements gives the point on the patient's 
body below which will be found the foreign body. At 
the exact distance ascertained above. 

This method is rapid and accurate and it re- 
quires no complicated maUiematical calculations in its 
application. 

There are some objections to any method of local- 
ization of foreign bodies depending upon the use of 
plates. One of these is the liability of the body to be 
moved by muscular action so that at operation it is at 
some distance from the point where it was situated 
when localized. Then again the relation of the marks 
made upon the skin to the deeper tissues may not be 
the same at operation as at the time of localization 
because of a different position of the part containing 
the foreign body. Another disadvantage is the fact 
that, although the foreign body may be localized very 
accurately and may remain at exactly that point, the 
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surgeon may be unable to find it without extensive 
dissection. He may cut down to the point where the 
localization has shown it to be, and still be separated 
from it by a very thin fascia which prevents his finding 
it and necessitates search in different fascial planes. 
Theoretically a method depending upon rontgeno- 
grams enables one to localize a foreign body with abso- 
lute accuracy, but practically many cases have occurred 
in which the surgeon either cannot find the body at 
all or finds it only after prolonged search. 

During the present European war a great number 
of methods for localizing have been devised. The con- 
sensus of opinion now greatly favors some method of 
rontgenoscopic localization either immediately preced- 
ing or at the time of operation for removal. 

An adaptation of the mig localizer is described by 
Dr. Hernaman- Johnson. The patient lies upon a table 
with the tube underneath the part containing the for- 
eign body. The general position of the foreign body 
is ascertained by examination on the screen with a wide- 
open diaphragm. The diaphragm is then gradually 
reduced to about one inch in diameter, keeping the 
shadow of the foreign body in the centre of the illu- 
minated area. The image on the screen is then verti- 
cally above the body itself. A metal ring about three- 
fourths inch in diameter, fixed to the end of a wooden 
handle about one foot in length, is slipped under the 
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screen and placed so that its shadow encircles that of 

the foreign body. The screen is removed without dis- 
placing the ring and a mark made with silver nitrate 
in the centre of the ring. The same procedure is re- 
peated, but with the ring between the patient and the 
table, and a second mark made, this time on the lower 
aspect of the limb. The part is now turned at right 
angles and the above procedure repeated so that there 
are four localizing marks. The point of intersection 
of lines connecting the opposite skin points can be esti- 
mated with fair accuracy. 

This method is, of course, applicable only to parts 
which can be examined in two different directions. 

Another method which has been widely used is that 
of Sutton. This utilizes small cannulas of different 
lengths, according to the thickness of the part. With 
each cannula there is a sharp-pointed trocar and a 
blunt obturator. Piano wire of suitable size is fur- 
nished cut in lengths corresponding to the cannula 
with which it is to be used. These wires are bent at 
an acute angle to form a hook at one end. The method 
of localization consists in roughly locating the position 
of the foreign body by observation on the screen. The 
skin is anesthetized at a suitable point by injection of 
novocaine and under proper antiseptic precautions the 
cannula with sharp-pointed trocar is passed through 
the skin and the trocar replaced by the obturator. The 
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area is then covered with a sterile towel and the can- 
nula with obturator under fluoroscopic control passed 
toward the foreign body until it touches the latter. 
The obturator is then removed and a wire passed 
through the cannula and hooked into the tissues in im- 
mediate contact with the foreign body. The cannula 
is then removed and the wire left in place to guide the 
operator to the location of the foreign body. 

The Sutton method is an excellent one for the ex- 
tremities. Obviously, it is not applicable in the neck, 
chest, or abdominal cavity, where there are many 
structures liable to be injured by the passage of the 
obturator. 

Dr. Joseph Marshall FUnt ' has described a 
method which utilizes a ring localizer, but in addition 
to it an instrument which he calls a profondometer. 
His method has the great advantage of being appli- 
cable to any region of the body. The profondometer 
is simply a band of malleable metal, such as block tin, 
with a hinge in its middle. They are made in different 
lengths so as to be used conveniently to encircle the 
chest, abdomen, leg, arm, or smaller part. 

The localization is carried out by using the ring 
localizer in the manner previously described, but in 
order to insure accuracy four, instead of two, obser- 
vations are usually made and sometimes six or eight. 

' Annals of Surgery, August, 1916. 
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Marks are made upon the skin with small wooden 
stamps, the stamps being different from each other so 
that opposing marks may later be identified. 

After the skin marks are made the profondometer 
is placed around the body or part at the level of the 
marks. It is very carefully molded to the contour of 
the body and a mark made to show the amount of over- 
lapping of the ends. The marks on the skin are trans- 
ferred to the profondometer and the latter carefully 
opened at the hinge and removed. It is now laid 
on a piece of paper and a tracing made, the position 
of the skin marks being transferred to the tracing. 
The profondometer is now removed and diagonals 
drawn between the corresponding skin markings, their 
point of intersection representing the position of the 
foreign body. By using a cross-section atlas the con- 
tour sketch may he filled in with a sketch of the struc- 
tures and a very accurate representation obtained of 
the position of the foreign body with relation to ana- 
tomical structures. 

At the operation for removal of the foreign body 
Dr. Flint often uses a Sutton localizer as a guide. In 
neck, chest, or abdominal cases where use of the Sutton 
localizer would be dangerous, he uses a small tripod 
made of the same material as the profondometer with 
a socket at its centre through which a pointer can be 
passed and secured at any point by a set screw. The 
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tripod is molded to the skin contour on the chart at the 
point selected for incision and then placed upon the 
corresponding point on the patient, and the position 
of the three ends of the tripod marked on the patient's 
skin. Then placing it again upon the chart the pointer 
is inserted until it touches the image of the foreign 
body and is secured in that position. This instrument 
can be inserted in the wound at time of operation and 
will furnish a good guide to the position of the foreign 
body. 

This method of localization seems somewhat com- 
plicated, but in practice it has been found very simple 
and easy of application. It is undoubtedly one of the 
most accurate methods described and depends upon 
the use of very simple and inexpensive apparatus. 

Direct rdntgenoscopic control at the time of opera- 
tion is favored by many operators. A preliminary 
examination should be made and a mark made upon 
the skin immediately above the foreign body. By 
rotating the part behind the screen it is also possible 
to find what point on the skin the foreign body is 
nearest to. This having been done, the surgeon makes 
incision at the most suitable point and then gradually 
works toward the foreign body imder the guidance 
of the rontgenologist who is observing the shadow on 
the screen. Convenient types of rontgenoscopes to fit 
upon the forehead have been devised so that the sur^. 
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geon may himself use the rontgenoscope. The screen 
is so mounted that it may be slid out of the way or 
turned back on hinges to enable the operator to view 
the field directly after making the rontgenoscopic ex- 
amination. By using a probe mounted on a handle 
at right angles to it and gradually pressing it toward 
the foreign body until the shadow of the latter on the 
screen is seen to move, the foreign body may be located 
accurately. The probe should be so directed and the 
tube so placed that the shadow of the point of the probe 
is at all times hidden by that of the shaft. It is then 
certain that the probe is being moved straight towards 
the object. When the foreign body is seen to move 
the probe is kept in position until the surgeon dissects 
down and grasps the body. 

A great number of instruments and devices have 
been used to assist in the localization and removal of 
foreign bodies under rontgenoscopic control, but they 
cannot be described here. In general it may be stated 
that the apparatus should be as simple as possible, and 
whatever method is used, its details should be worked 
out with the utmost care. Great care must be exercised 
to avoid the dangers to patient and operator attendant 
upon exposure to the ray. The smallest current with 
which penetration can be obtained should be used and 
the time of exposure made as short as possible. Wlien 
the examination is made while the surgeon is operating 
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the ray should be turned on only when needed. The 
opening in the diaphragm should be as small as pos- 
sible and there should be a good thickness of lead glass 
or^ the screen. The surgeon's hands will be out of 
the field if he uses a probe with a long handle at ri^t 
angles, but the rontgenologist should wear gloves. 

For the localization of foreign bodies in the eye it 
is necessary to have some special form of apparatus. 
The localizer devised by Dr. Sweet, of Fhiladdphia, 
is the one used by the author, and has been found 
perfectly satisfactory. Detailed description of the 
method of using this apparatus can be obtained from 
the manufacturer and will not be included here. 




CHAPTER VIII. 

Diseases and Injuries of Bones and Joints. 

There seems to be little necessity for insisting 
upon the importance of Rontgen examination of 
bone and joint lesions, for this is the field in which 
rontgenography has proven of the greatest value. 

It should be an invariable rule to secure riintgeno- 
grams, not only in cases of undoubted fracture or dis- 
location, but in every case of injury to the bones. This 
is especially important when the injury is near a 
joint. The necessity for this is demonstrated by the 
great number of cases in which no clinical diagnosis 
could be made other than contusion or sprain, and in 
which the rontgenogram revealed a fracture or disloca- 
tion. Rontgenograms are especially valuable in bone 
and joint injuries to establish the presence or absence 
of a complicating lesion, such, for instance, as a frac- 
ture of the greater tuberosity or head of the humerus in 
shoulder- joint dislocations, or dislocations of the 
carpal or tarsal bones in injuries about the wrist or 
ankle. 

In examining bones either for injuries op diseases 
it is always well, where practicable, to make rontgeno- 
grams from two different angles. The target of the 
tube should be centred directly over the lesion to 
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avoid the distortion which occurs if the picture is 
taken obliquely and which may give an entirely erro- 
neous impression of the amount of overriding or 
separation of the fragments in fractures. 

Stereorontgenograms are invaluable in determin- 
ing the correct relation of the fragments in fractures 
and of the articular surfaces in dislocations. 

No special instructions need be given for rontgeno- 
graphing the different joints of the body, but a few 
practical points may be mentioned. 

The spinal column in the dorsal and lumbar re- 
gions should be rontgenographed in both the antero- 
posterior and lateral directions. The lateral view is 
of especial value in cases of fracture of the bodies of 
the vertebra. The dorsal spine can be shown very 
well with the patient turned obliquely so that the ray 
enters about two inches outside of the right nipple. 
This prevents superimposing the shadows of the heart 
and great vessels upon that of the spine. When taking 
the lumbar spine and saero-iliac region it is best to have 
the knees drawn up so that the lumbar region is flat 
against the table. Immobilization is very important in 
pictures of the spine, as indeed it is in all bone pictures. 
The use of a large rubber bag on the patient's abdomen 
against which the cone on the tube liolder is pressed 
very snugly has been found of great value in rontgeno- 
graphing the lower spine and sacro-iliac regions. This 
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bag may also be used to advantage for bone and joint 
pictures. A liberal use of sandbags also aids in 
immobilization. 

The shoulder should be rontgenographed with the 
target centred over the glenoid cavity, the patient 
being in the supine position. Stereoscopic rontgeno- 
grams should always be made in cases of fracture or 
dislocation of the shoulder. 

The elbow, wrist, knee, and ankle should be ront- 
genographed both anteroposleriorly and laterally. The 
side with the lesion should be placed nearest to the 
plate. 

Rontgenograms of the kip are made with the target 
directly over the centre of the acetabulum, the patient 
usually lying upon the back. In interpreting ront- 
genograms of the hip it is important to remember that 
the arch formed by the under surface of the neck of the 
femiu" and the upper border of the obturator foramen 
normally make an unbroken curve. Good rontgeno- 
grams of the hip should show the posterior border of 
the acetabulum through the head of the femur. 



DISEASES OF THE BONES AND JOINTS. 

PEEiosrrris and ostitis, whether of traumatic or 
infectious origin, are usually associated. Early in the 
disease when there is only periosteal involvement the 
only thing to be seen in the rontgenogram is a bulging 
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in the contour of the bone at the site of the lesion. 
Later a distinct shadow is produced by the exudate 
thrown out, and later still the dense shadows due to 
sclerotic changes are seen. 

Osteomyelitis shows the exudative and sclerotic 
changes of periostitis and ostitis, but in addition, 
changes due to bone destruction are evident. Well- 
marked abscesses and caWties due to necrosis are 
present. In older cases sequestra are seen. The 
course of sinuses through the bone and soft tissues 
may be marked out by injecting bismuth paste. To 
show the exact course and relations of the sinus 
stereorontgenograms should be made. 

TuBEECULOsis. — The distinguishing characteristic 
of tuberculosis of bone is the absence of lime salts, 
causing the shadow of the bone to appear faint and 
indistinct. It usually attacks the epiphyses and 
seldom involves the periosteum, the contrary being 
the case with syphilis. 

Syphilis. — Bone destruction due to syphilis pre- 
sents an irregular moth-eaten appearance quite char- 
acteristic of this disease. The periosteum is nearly 
always involved and sclerotic changes which produce 
dense shadows in the rontgenogram are always present. 

Syphilis is distinguished from tuberculosis by 
these dense black shadows which are in distinct con- 
trast to the faint shadows of the latter disease. 



BONES AND JOINTS 



Osteomyelitis of non-syphilitic origin does not 
show such extensive periosteal involvement nor does 
it present the irregular moth-eaten appearance of 
syphilitic hone disease. 

The shadow of osteosarcoma is considerably less 
dense than that of gumma. The most important dis- 
tinguishing point between these two is that gumma 
remains confined to the bone and periosteum while 
sarcoma invades the soft tissues. 

Aethritis Defohmans. — The theory of the causa- 
tion of arthritis deformans, which seems to he gaining 
rapidly in acceptance, is that the disease is of infec- 
tious origin, and that it is usually due to infection 
from some pre-existing focus in the body. Accord- 
ing to this theory the disease may be due to the 
streptococcus, staphylococcus, gonococcus, or to any 
other organisms which may invade the joint, the 
pathological changes differing little with the various 
organisms. 

This theory has now a large amount of clinical, 
and some experimental, evidence to support it. 

The rontgenographic appearances vary greatly 
from almost no change whatever to extensive hyper- 
trophic alterations. In the first class of cases there 
may be considerable swelling about the joint and the 
disease may run a chronic course, but the rontgeno- 
grom shows no change in the bones except a slightly 
decreased density. 
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Other cases have the characteristics of a productive 
osteitis. There is increased density in the ends of the 
bones, some exudate may be present, and there may be 
" lipping " about the joint. Any degree of these 
changes may be present up to the condition in which 
there is extensive bone formation about the joint, with 
great limitation of motion. 

Spondylitis detohmans, unless arrested, passes 
through all of the above stages, from that in which 
there is only slight irregularity along the articular 
margins to that of complete welding of the vertebrae 
by bridges of solid bone. 

Bone Tumors. — Tumors of bone, like those of soft 
parts, may be classified as benign or malignant, and 
may be of connective-tissue or of epithelial origin. 
Malignant tumors are much more common in bone than 
benign ones, and since epithelial cells are not normally 
found in bone, epithelial tumors are more rare than 
those of connective-tissue origin. 

An osteoma is a tumor composed entirely of hone. 
Endostoma is a rare tumor arising in the centre of 
bone. Exostoses of fibrous origin usually occur in the 
auditory canal, jaws, or skull. They arise from peri- 
osteum and are rare. 

Cartilaginous exostoses arise from preexisting 
islands of cartilage and are important because of their 
frequency. When single they arise from the epiphy- 
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seal cartilage by a lateral growth, or from the diaphysis 
near to the epiphyseal line. The upper end of the tibia 
is the most common site. 

Multiple cartilaginous exostoses is a disease char- 
acterized by the presence of multiple exostoses with 
marked deformity of the skeleton. It often occurs in 
several different members of the same family or in 
several generations. Its diagnosis depends upon the 
presence of multiple hard tumors near to the epiphyses, 
with more or less deformity. The rontgenogram gives 
a typical appearance and serves to exclude chondroma. 

Chondroma is a tumor composed of cartilage and 
may be single or multiple. The single chondroma 
growing laterally from the epiphysis has a typical 
Rbntgen appearance. Multiple enchondroma is also 
easy to identify because of the recurrence of the tumors 
in the long bones of the hands and feet, and their 
typical Rontgen picture. Single chondroma develop- 
ing centrally in bone is verj- difficult to distinguish 
from bone cysts and from giant-oell sarcoma. 

Sarcoma is the most frequent and most important 
tumor originating in bones. The jaws and long bones 
of the extremities are the most frequent sites. They 
are of two main classes, periosteal and medullary. 
The early diagnosis of periosteal sarcoma offers great 
difficulty. Early Rontgen examination may show only 
a slight roughening or dissecting up of the periosteum. 
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In the osteoid form there is later a trabeculation or 
spiculation at right angles to the shaft of the bone, 
giving the rontgenogram a somewhat cloudy or smoky 
appearance. In pure spindle- or round-cell sarcoma 
there may be practically no new bone formation and 
the cortex is rarefied or entirely destroyed. 

Medullary sarcomata of bone of the round- or 
spindle-cell type are usually located near the epiphysis, 
but the round-cell variety is not infrequently found in 
the shaft. Pain usually precedes the appearance of 
tumor in medullary sarcoma, while the opposite 
sequence occurs in the periosteal type. The pain is 
referred to tiie neighboring joint in many cases and 
may lead to a diagnosis of arthritis. It is not in- 
creased by motion, however, nor relieved by rest or 
fixation. The Rontgen appearance of central round- 
and spindle-cell sarcomata in the early stages is not 
characteristic. Practically the same picture is given 
by cyst or chondroma. A diagnosis may be arrived 
at only by frequent examinations to show the rapid 
destructive effect with breaking down of the cortex. 

The question as to what giant-cell tumors shall be 
called is not yet settled. Giant cells may be found 
in any form of sarcoma, but the tumor to which the 
name is commonly applied is the myelogenous giant- 
cell timior seen almost exclusively in the extremities 
of long bones or in the jaws. The only conditions 
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with which the giant-cell sarcoma is likely to be con- 
fused are benign cyst and chondroma. ( The Rontgen 
appearance is practically identical in all three. ) This 
is not a very serious matter, however, since giant-cell 
sarcoma is now known to be only slightly malignant 
and is treated consen'alively. 

The condition most closely resembling sarcoma of 
bone is tuberculosis of bone, and it is sometimes im- 
possible to distinguish between them. This is particu- 
larly so in sarcoma of the spine or near to one of the 
large joints. The most important point in the differ^ 
ential diagnosis is the failure of immobilization and 
extension to relieve the pain of sarcoma. If suspicion 
is aroused by failure of fixation to relieve pain, ront- 
genograms taken at frequent intervals will show the 
rapid destruction due to sarcoma and establish the 
diagnosis. These same statements apply to those 
rare cases of sarcoma originating in the synovial mem- 
branes of joints, of which only seventeen have been 
reported. 

Charcot's joint may also be mistaken for sarcoma, 
but careful attention to the historj-, the fact that Char- 
cot's joint is painless, and careful study of the Rontgen 
appearance usually ser\'e to differentiate them. 

Myositis ossificans may also be mistaken for sar- 
coma, but the Rontgen appearance of the former is 
typical. ■- 



A MANUAL OF X-RAY TECHNIC 



Bone Cysts. — These may be primary or secondary. 
Of the primary cysts, odontoma is the only one of im- 
portance. It arises from some part of a malformed 
tooth germ. The follicular odontoma is the tumor 
usually called dentigerous cyst. The rontgenogram 
serves to distinguish cysts of the jaws from exostosis 
and chondroma, but sarcoma must always be ruled out. 

The majority of bone cj'sts are now believed to be 
some phase of the disease known as osteitis fibrosa. 
Of the eighty-nine cases collected by Bloodgood, sixty- 
nine were of this type. As stated under sarcoma, it 
is often impossible to differentiate benign cysts from 
chondroma and sarcoma. At operation, however, the 
gross appearance is stated by Bloodgood to be very 
typical. In sarcoma the tumor is a red friable mass 
of hemorrhagic granulation tissue in appearance, while 
in benign cyst there is a cavity filled with serous or 
bloody fluid and having a connective-tissue wall. This 
wall may be very thin or so thick as to fill the entire 
cavity. 

Multiple myeloma is a primary multiple neoplasm 
of bone affecting chiefly the sternum, ribs, vertebrae and 
skull. The diagnosis depends upon the presence of 
mxJtiple tumors demonstrated by the Rontgen ray 
and upon the presence of albumose in the urine. 

Endothelioma is a rare malignant tumor of bone 
which it is clinically impossible to differentiate from 



BONES AND JOINTS 



Carcinoma, or epithelioma, as a secondary disease, 
is not uncommon in the bones. Bone may become 
involved either by metastasis or by direct exten- 
sion. Metastases occur in women most frequently 
from the breast and in men from the prostate, but 
carcinoma anywhere in the body may produce secon- 
dary involvement. 

The Rbntgen appearance of bone carcinoma is 
fairly characteristic. There is always bone destruc- 
tion and usually replacement of bone, giving the area 
a ragged, moth-eaten appearance. Osteoporosis, 
osteosclerosis, and exostoses may be seen in the same 
bone. 

The differential diagnosis of bone tumors may be 
summed up shortly as follows: Exostoses may be accu- 
rately diagnosed by their Rontgen appearance. Chon- 
droma when growing laterally from the epiphysis gives 
a typical Rontgen picture, and multiple enchondro- 
mata are readily recognized. Single chondroma occur- 
ring centrally may be mistaken for benign cyst or 
giant-cell sarcoma, but the treatment is practically 
identical for all tliree. Periosteal sarcoma of the 
osteoid variety gives a typical Rontgen picture, the 
spiculation at right angles to the bone giving the cloudy 
or smoky appearance. The round- or spindle-cell peri- 
ostea) sarcoma may be confused with tuberculosis, 
osteomyelitis, syphilis, or Charcot's joint, and the 
greatest care is necessary to differentiate them. 
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Multiple myeloma and endothelioma are rare. The 
former can usually be recognized, but tiie latter cannot 
be distinguished clinically from sarcoma. Benign 
cysts are likely to be confused only with chondroma or 
giant-cell sarcoma. Carcinoma of bone may be con- 
fused with tubercular disease, especially in the spine, 
but if care is taken in examining for areas of regenera- 
tion, and to discover the primary cancer, a mistake is 
usually avoided. 



CHAPTER IX. 

Examination of the Head. 

FRACTtJKES. — Lateral rontgenograms of the head 
show fractures of the vault very well, but it is only 
rarely thai fractures of the base can be shown. 

Fractures of the lower jaw can be shown quite 
plainly if care is taken to have the head in the best 
position and the rays passing at the correct angle. 
Fig. 22 illustrates the method used by the author. 
The fractured side should be nearest to the plate. The 
wedge-shaped block of wood shown in this illustration 
is useful for most head pictures and should be a part 
of the equipment. 

New Geowths. — Tumors of the bones of the 
skull or in the sinuses or orbit can usually be shown 
in a rontgenogram, but it is very seldom that much in- 
formation can be gained concerning intracranial 
tumors. Tumor involving the pituitary body may 
cause absorption of the sella turcica and surrounding 
bony tissue and its presence diagnosed because of this. 

The Accessoby Sinuses. — Much valuable in- 
formation may lie gained by rontgenography of the 
nasal accessorj' sinuses. The correct relation of tube 
and patient is of the utmost importance in rontgen- 
ography of the sinuses. 



The Frontal Sinuses. — The position of patient 
and tube is shown in Fig. 22. The patient's head is 
placed on the wedge-shaped block with forehead and 
tip of nose touching the plate. The target is centred 
over a point about midway between the occipital 
protuberance and the vertex. If the ray passes at a 
lower plane shadows of the heavy bones at the base of 
the skull will blot out those of the sinuses, and if a 
higher point is selected the shadows of the sinuses will 
be greatly distorted. Thickening of the mucous mem- 
brane causes a blurring of the shadow on the affected 
side, and the presence of pus, tumor, or granulation 
tissue renders the sinus so opaque to the ray that a 
dense white shadow is thrown. In the presence of 
sjinptoms of inflammation of the accessory sinuses 
' rontgenograms are of immense help in locating the 
sinus involved. The presence or absence of one or 
both frontal sinuses may be established by good 
rontgenograms. 

The maxillary antra may be rontgenographed 
with the tube in the same position as for the frontal 
sinuses, or with the ray directed at a point well below 
the base of the skull. Difference in the opacity of the 
shadows on tlie two sides is the point of importance 
in making a diagnosis. 

The sphenoidal sinuses can be shown in riintgeno- 
grajns, but it requires considerable skill in technic and 
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experience in interpretation to be able to draw con- 
clusions as to their condition. To study these sinuses 
Pfahler makes six rontgenograms, two postero- 
anterior, two lateral (stereoscopically), and two 
obhque.' 

Dental RoNTOENOoaAPHy. — There are two 
methods of making rontgenograms of the teeth, the 
intra-oral and the extra-oral method. 

In the intra-oral method a small photographic 
film wrapped in black paper is placed inside the mouth, 
as nearly as possible against the teeth that are under 
investigation. In the extra-oral method the picture 
is taken upon an X-ray plate placed beneath the 
patient's head { Fig. 22 ) . 

In both methods the important point is to have the 
correct angle of incidence of the Rontgen rays upon 
the film or plate. This is especially true of the intra- 
oral method. It is readily seen that in rontgenograph- 
ing the teeth of the upper jaw the film cannot be placed 
parallel to the teeth. Its position depends upon the 
slant of the roof of the mouth. If the picture is made 
with the direction of the rays at right angles to the 
teeth they will appear elongated and distorted, while 
if the angle is too small the shadow of the teetli will be 
foreshortened. Fig. 24 illustrates the proper position 
for the majority of cases for rontgenography of the 
front teeth of the upper jaw. 

■The Am«r. QuBrterif of Rttntgcoologf, Nonnber, 1B19. 
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The intra-oral method is the best for all cases in 
which it is desired to secure detail about the teeth, but 
for fractures of either jaw, and in cases where it is 
necessary to show the relations over a wider area than 
can be covered by a film the extra-oral method is 
applicable. Fig. 22 illustrates the proper relation of 
tiie patient to the plate and tube in taking these 
pictures. 

Good rontgenograms of the teeth and jaws give 
much valuable information in various abnormal condi- 
tions. Among these may be mentioned pyorrhoea 
alveolaris, localized alveolar abscess, the presence or 
absence and the position of unerupted teeth, the con- 
dition of root fillings and pivot teeth, and the presence 
of a foreign body sudi as a broken drill. 



CHAPTER X. 

The Thoeax. 

Rontgenoscopy is of greater value in examination 
of the thorax than of any other part of the body be- 
cause of the great contrast produced in the shadows 
by the air-filled lungs. 

Some rontgenologists use rontgenoscopy alone for 
examination of the thoracic organs, while others rely 
ahnost entirely upon rontgenography. 

It seems the best practice to make use of rontgeno- 
scopy to determine the mobility of ribs and dia- 
phragm, the presence of expansile pulsation in sus- 
pected aneurism, the presence of such gross lesions as 
pleural effusion or pneumothorax, and in a general 
way the aeration of different parts of the lung. 

The fine details of lung structure, however, can be 
studied only in rontgenograms, so that it is necessary to 
make them both for purposes of diagnosis and in 
order to have a permanent record of the case. 

The technic of rontgenography of the thorax is not 
difficult, but considerable care and experience are 
necessary to secure rontgenograms wliich give the 
greatest possible detail. 

Stereoscopic rontgenograms are of immense value 
in diagnosing intrathoracic conditions, so much so that 
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the author no longer makes single rontgenogranis of 
the chest. In the stereorontgenogram every structure 
appears in its true relation to other structures, making 
it possible to avoid those mistakes in interpretation un- 
avoidably caused by the superimposed shadows of the 
flat picture. 

With the patient in either the erect or prone posi- 
tion the target of the tube is centred over the spinal 
column at the level of the spines of the scapulie, the 
distance from the plate being at least thirty inches. 
The patient inhales deeply and the first exposure is 
made. AVhile he holds his breath the tube is shifted 
three inches towards his feet, a second plate substituted 
for the first, and the second exposure made. The en- 
tire time for this complete operation ought not to be 
more than ten or twelve seconds, since some patients 
cannot hold the breath for a longer time. 

For adults the plates should be 14 x 17 inches. 
Plates of such large size make the expense of stereo- 
rontgenography a material consideration, but the 
added accuracy in diagnosis justifies the use of this 
method. 

Screen Examination. — In studying the chest 
upon the fluorescent screen one of the first things to 
be observed is the movement of the diaphragm. Di- 
minished excursion of the diaphragm is often found 
in diseases of the lungs and pleura (Williams' sign). 
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This sign if present is of marked value in directing 
attention to early pulmonary tuberculosis, but it is too 
often absent even in advanced cases to be of great 
value. 

The Heaet. — The size of the heart may be made 
out roughly on the screen or plate, and quite accu- 
rately with the orthodiagraph. In a short work of this 
kind space cannot be given for description of the latter 
method. Separation of the tube to a distance of five 
feet or more from the plate lessens the exaggeration 
so that it is almost negligible and one can arrive at a 
fairly accurate judgment of the size of the heart with- 
out orthodiagraphy. 

An important feature to note is the angle formed 
by the right ventricle with the diaphragm, the cardio- 
hepatic angle, which is obliterated in pericarditis with 
effusion but not in cardiac enlargements. 

Thohacic Aneuhism. — The best position for 
screen examination is that with the ray passing from 
behind and the patient turned obliquely with the right 
anterior part of the chest pressing against the screen. 

Care should be taken not to diagnose as aneurism 
the slight bulging of the aortic arch to the left which 
often occurs in normal subjects. 

The diagnosis of thoracic aneurism is based upon 
the appearance of a large, smoothly rounded shadow 
in which expansile pulsation can often be detected. 
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Tumors of the posterior mediastinum are more 
likely to be irregular in outline rather than smooth 
like aneurism, and one may be able to distinguish the 
shadow of the normal aorta separate from the tumor. 

Pneumothobax. — This condition is readily diag- 
nosed either by screen examination or by rontgenogra- 
phy. The space filled by the air offers but little re- 
sistance to the passage of the ray, so that it appears 
very bright on the screen and perfectly black on ront- 
genograms. Another important point, and one which 
distinguishes pneumothorax from emphysema, is the 
absence of the lung markings over the area occupied 
by the air. 

Pleuhisy. — Acute pleurisy without effusion gives 
no rontgenologic evidence except limitation of move- 
ment of ribs and diaphragm. Pleurisy with effusion 
causes a dense shadow, which is first noted in the 
angle between the diaphragm and ribs. The fact that 
the density of the shadow is unaffected by respiration 
distinguishes it from pulmonary consolidations. If 
uneneapsulated it may be distinguished from simple 
thickened pleura by its change in level upon change 
in position of the patient. Encapsulation is so com- 
mon, however, that this is not a very valuable sign. 

PxjLMoNARY TuBEECULOsis.— The present estima- 
tion of the value of Rontgen examination in puhnonary 
tuberculosis is well-stated in the following words: 
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left. The " fine linear markings " are seen to be 
subdivisions of the heavier trunks, the shadows of 
■which disappear in normal cases before the periphery 
is reached. 

It has been definitely proven by Boardman and 
Dunham * that the " linear markings " in the rontgeno- 
gram of normal lungs are a composite shadow of the 
artery and vein and their contained blood, the 
bronchus, and the supporting connective tissue. 

Dunham ' gives the following as the changes to be 
found in early tuberculosis: 

1. Increase in area and density of the hilus 
shadow. 

2. Small areas of great density in the hilus due to 
caseous, fibrous, or calcified glands. 

8. Increase in density and breadth of the heavy 
trunks extending towards the diseased area. 

The above changes may be due to mediastinitis or 
other conditions and are not typical of tuberculosis. 

4. In the diseased area the fine linear markings 
are " broader, denser, and less regular in outhne, fre- 
quently studded, almost to obliteration of the lines." 

The markings are broken in continuity and extend 
to the periphery. 

Interweaving of the lines to form a delicate mesh 
is quite characteristic. 

' Boardman and Dunham, ibid. 
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As the lesion progresses the linear markings be- 
come more irregular, the studdings increase in size 
and density, the interweaving is closer, and the entire 
diseased area throws a shadow of increased density. 

Dunham descrihes three branches in the upper 
lobes which show more plainly in disease than in 
health and in which the changes described above 
usually make their first appearance. One of these, 
the vertebral branch, passes upward from the hilua 
parallel with the spine, another passes outward be- 
hind the first interspace, and the third behind the 
second interspace. 

Besides these changes in the lung markings, cer- 
tain other signs of pulmonary tuberculosis have been 
described. One of these is limitation in diaphragmatic 
movement on the affected side. When present this is 
a valuable sign. Other signs such as the so-called 
" hanging heart," calcification of the costal cartilages, 
and the presence of narrow intercostal spaces, are of 
very doubtful value. 

It should be remembered that pleuritic effusion 
often accompanies pulmonary tuberculosis and that 
it may be diagnosed rontgenologically when it has 
given no clinical signs. There seems little doubt that 
Rontgen examination is a considerable aid in the diag- 
nosis of early pulmonary tuberculosis, but here, as else- 
where, it must be used in conjunction with the history 
and all the other findings. 




When the disease is advanced and can be diag- 
nosed by clinical signs alone the Rontgen-ray is still of 
value in determining its extent, the presence of small 
cavities, etc. It is often the case that physical signs 
are present at only one apex when the rontgenogram 
shows a beginning lesion on the opposite side. 

One of the principal difficulties is to distinguish 
an old healed process from an active lesion. A point 
of importance in this connection is the hazy, blurred 
appearance of the areas of active disease, in direct 
contrast with the clear-cut outlines of the healed 
lesions. It is often impossible, however, to decide 
between these from Rontgen examination alone. 

Abscess of the lung has a somewhat typical Ront- 
gen appearance. The area involved, being denser than 
the surrounding lung structure, is more opaque to the 
ray and, therefore, appears white on the plate. The 
abscess cavity itself may sometimes be distinguished 
if it is partly emptied and contains some air, but usually 
the appearance is that of a more or less oval area, 
densely opaque in the centre, gradually thinning out 
toward the peripherj', and with irregular edges. It 
can usually be distinguished from tubercular disease 
by the localized character and by the clinical course. 

Bronchiectasis. — Rontgen examination is im- 
portant in all cases of suspected bronchiectasis since 
clinically this disease is very difficult to differentiate 
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from abscess and tuberculosis. The Rontgen ray does 
not always suffice to differentiate these conditions but 
it assists greatly in doing so, and in addition gives 
valuable information about the position, extent, and 
operability of the lesion. 

Moore in an unusually good presentation ^ of the 
value of the Rontgen ray in diagnosis of this condition 
classifies bronchiectasis as infiltrative, cyliiidric, and 
sacculated. He states that these three forms probably 
represent diff'erenl stages of the disease. The infiltra- 
tive stage is characterized in the rontgenogram simply 
by increased density along the trunks at the base of 
the lung, the Rontgen appearance not being at all 
characteristic. 

The cylindric stage shows a somewhat fan-shaped 
shadow extending outward from the root of the lung 
with small areas of decreased density scattered through 
the area of shadow. These areas are dilated bronchioles 
and their presence is pathognomonic of the disease. 
They may be demonstrated more certainly by having 
the patient discharge the secretion from them by forced 
coughing. 

The sacculated stage shows distinct pseudo- 
cavitations surrounded by dense fibrous tissue. 

Moore also states that the disease " may be differen- 

RAolj^n Diagnoiia of BronchJectaus. Aici. B. Moore. Ajnerimn 
Jounul uf RAot^cnology. 1918. III. 5!M-f3I. and rrpubluhcd JQ cullrcted 
pajwn oT TIk Mayo Clinic, Vlil. ISltl. 
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tiated from chrcmic bronchitis by the greater increase 
in density along the bronchial trunks in bronchiectasis, 
the tendency to localize at the base of the lungs, the 
extension of this increased density to the periphery of 
the chest even as far as the costo-phrenic angle, and 
the presence of bronchiectatic pseudocavitation or sac- 
culation. Bronchiectasis is usually di£Perentiated with- 
out difficulty from abscess of the lungs by its location, 
and the fact that the walls of its cavity are relatively 
thin and small. The cavities are multiple and there 
is absoice of a fluid level within them." 



CHAPTER XI. 



ExAMtNATION OF THE GaSTRO-INTESTINAL TraCT. 

The gastro-intestinal tract may be studied both 
rontgenoscopically and rontgenographically by filling 
the lumen of the organ, with some substance opaque to 
the rays. The opaque substance now in general use 
is barium sulphate. This must be especially prepared 
for use in Rontgen diagnosis so that it is free from all 
soluble barium salts. Barium sulphate has the advan- 
tage of being much cheaper than bismuth subcarbonate 
which was formerly in general use. 

The barium meal is prepared by mixing three 
ounces of barium sulphate with eight ounces of butter- 
milk, either natural, or artificial. Sweet milk does not 
hold the barium in suspension nearly so well as butter- 
milk. If the patient dislikes buttermilk some other 
vehicle such as apple-sauce, cream-of-wheat, or potato- 
flour pap may be used. 

The preparation of the patient for the examination 
consists in administration of a laxative, preferably an 
ounce of castor-oil, on the evening preceding the exam- 
ination. He comes to the Rontgen laboratory in the 
morning without breakfast. Not more than one thin 
layer of cotton clothing, entirely free from buttons or 
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pins shoiiid intervene between the patient and the plate, 
or the patient and the tube. 

The (Esophagus. — Examination of the oesopha- 
gus is made both rontg^noscopically and rontgeno- 
graphically. Rontgenoscopic examination is carried 
out by having the patient stand with his chest against 
the screen, the ray passing from behind. He is then 
rotated slightly so that the right breast is against the 
screen and the ray passing obliquely through the chest 
from left to right. He now places his right hand back 
of his head, holding the elbow well up, and holds the 
glass of barium mixture to his lips with his left hand. 
The ray is then turned on and the operator observes 
the shadow of the barium in its passage from the 
pharynx into the stomach as the patient slowly drinks 
it. Normally the barium passes down the oesophagus 
with a slight backward deflection behind the arch of 
the aorta, and with sometimes a very slight delay at the 
cardiac orifice. If a spasmodic stricture is suspected 
and none is demonstrated by the use of barium in a 
liquid vehicle it is advisable to mL\ some crusts of bread 
with the barimn and buttermilk. The passage of this 
will sometimes reveal a spasmodic stricture which is 
not shown by the liquid meal. 

Cardiospasm (Fig. 25) produces obstruction either 
at the point where the oesophagus passes through the 
diapliragm or at the cardiac orifice. The oesophagus 
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above the point of obstruction may be greatly dilated. 
The appearance, rontgenoscopically or on plates, is 
that of a smooth conical shadow. This is the character- 
istic that distinguishes it from carcinoma and benign 
organic stricture. Care must be taken to exclude the 
presence of food particles in the sac since the latter 
may produce irregularity in the barium shadow. 

Carcinoma of the ossophagus is characterized by 
the ragged, irregular appearance of the barium-filled 
lumen. The obstruction may vary from none at all to 
almost complete blocking of the lumen. It may be 
difficult or impossible to differentiate carcinoma from 
benign organic constriction. 

Diverticula of the oesophagus usually occur near 
its upper end and appear in the rontgenogram as 
smooth rounded sacs either at one side or behind the 
oesophagus. 

The Stomach. — When the rontgenoscopic exam- 
ination of the oesophagus is completed the stomach is 
immediately examined rontgenoscopically. This shows 
the position and the tone of the stomach, and any gross 
departure from the normal contour. The mobility 
of the organ is determined by palpation while watch- 
ing the image on the screen, and at the same time the 
character of the peristalsis is noted. The rontgeno- 
scopic examination of both oesophagus and stomach is 
readily finished within a very few minutes. 
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The patient now lies upon a table in the prone 
position and a plate is placed beneath the abdomen. 
The tube is centred over the plate at a distance of 
twenty-four inches and the exposure made while the 
patient holds his breath. It is the custom of the author 
to examine this plate as it is coming up in the develop- 
ing solution in order to be sure that the image of the 
stomach is well centred on the plate, and whether or 
not all parts of the stomach and duodenal cap are well 
filled with the barium mixture. If there is a defect 
in the fundus of the stomach due to pressure of the 
spine a pillow is placed under the patient's hips. If 
the duodenal cap has not filled, the patient is made 
to turn upon the right side and pressure made with the 
hand over the epigastrium in such a manner as to assist 
the filling of the cap. The patient now lies prone 
again and three or four pictures are taken at intervals 
of about one minute. The patient is then turned upon 
his right side and the same procedure followed as for 
the prone position. If the first picture taken in this 
position shows no defect in the contour of the cap no 
others are taken, but if there is deformity it is neces- 
sary to take several more in order to determine whether 
the deformity is constant or not. Usually one or two 
rontgenograms are then taken with the patient erect. 
Of course, the above procedure is often varied to suit 
different cases. In patients having much abdominal 
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fat, or in those having a rery hypertonic stomach most 
of the examination is made in the erect posture, since 
the duodenal cap does not show so well in these indi- 
viduals when the examination is made with them in the 
prone position. 

The appearance of the normal stomach varies 
greatly in different individuals and in the same indi- 
viduals as a result of different postures, pressure, ner- 
vous influences, etc. The best classification is probably 
that based upon muscular tone. The orthotonic stom- 
ach grasps its contents and maintains its tubular shape 
with the patient erect (Fig. 29). The hypertonic 
variety (Fig. 80) is the so-called " steer-horn " stom- 
ach, lying high in the epigastrium and more or less 
horizontal. In the atonic stomach (Fig. 31) the meal 
gravitates to the most dependent portion, little or none 
remaining in the vertical part. In determining the 
emptying time of the stomach its tone must be taken 
into consideration. Six hours is considered a liberal 
limit for complete evacuation, but an atonic stomach 
may require at least eight hours. 

The first part of the duodenum, known as the 
" cap " or duodenal bulb, is very important from a 
rontgenologic standpoint. Constant variations in its 
contour may furnish evidence of the presence of various 
abnormahties. Figures 26 to 31 show rontgenograms 
of the stomach and cap which may be considered 
normal. 
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Ulcer of the Stomach. — The Rontgeii ray has 
become of great assistance in the detection of gastric 
ulcer, in many cases not only furnishing positive evi- 
dence of its presence hut also giving information as to 
its position and extent. Two varieties of gastric ulcer 
may be positively diagnosed by Rontgen examination. 
These are the penetrating ulcer with deep crater, and 
the perforating ulcer with cavity formation outside of 
the stomach walls. A penetrating ulcer is shown in 
Fig. 87, and one which has perforated in Fig. 32. It 
ia necessary to use the greatest care in order to visualize 
the " niche " of the penetrating, or the cavity of the 
perforating ulcer, since it may be located on the pos- 
terior wall and hence visible only in lateral rontgeno- 
grams. 

There are other rontgenologic signs of value as 
corroborative evidence of the presence of ulcer, 
although not diagnostic in themselves. These are the 
incisura, the hour-glass stomach, and the six-hour 
residue. 

The incisura ( Figs. 35, 36 and 87 ) is an indentation 
of the wail of the stomach occurring opposite to an 
ulcer. It practically always occurs on the greater 
curvature opposite to an ulcer of the lesser curvature. 
Care must be taken not to confuse the incisura cardiaca 
occurring in the normal stomach under the left costal 
margin, or the incisura angularis occurring Jn the angle 
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of the lesser curvature, with true incisure. Typical 
looking incisure; may be caused by reflex irritation, 
such as appendix or gall-bladder disease. To be of 
value as a diagnostic aid, the incisura must be constant 
in position and accompanied by other signs of ulcer. 
The cause of the incisura is thought to be the contrac- 
tion of the circular muscular fibres of the stomach due 
to the irritation of the ulcer. The edges of a true in- 
cisura are smooth and the end is bluntly rounded. The 
occurrence of two ulcers together, however, may give 
it a ragged appearance. 

The hour-glass stomach has about the same value 
in the diagnosis of ulcer as the incisura since it usually 
lias the same cause— a spasmodic contraction due to 
irritation. This condition may, however, he organic, 
due to extensive adhesions or cicatricial contraction 
accompanying ulcer. The hour-glass stomach due to 
carcinoma differs from that of ulcer and will be de- 
scribed later. 

A marked residue in the stomach at the end of six 
hours is considered a confirmatory sign of the presence 
of gastric idcer. The increased acidity in the duodenum 
which interferes with the normal pyloric reflex is 
thought to be the cause of retention in cases of gastric 
ulcer in which there is no actual pyloric stenosis. There 
are, however, other causes of retention which must be 
taken Into account, such as obstruction due to neo- 
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plasm, obstructive adhesions due to cholecystitis, and 
reflex spasm of the pylorus resulting from conditions 
elsewhere in the abdomen. It is obvious that the tone 
of the stomach must be taken into consideration in 
judging the significance of a six-hour residue. A 
residue having no significance at all in an atonic stom- 
ach may be of importance in one that is hypertonic. 
If interpreted in the light of other findings the six- 
hour residue is of value as a diagnostic sign. The 
presence of a well-marked incisura, for instance, 
accompanying a good sized six-hour residue is con- 
sidered good evidence of the presence of ulcer. 

Carcinoma of the stomach (Figs. 38, 42) gives 
a very characteristic picture in advanced cases. Even 
in early ones it is usually possible to make a diagnosis 
of the presence of an organic lesion with probably 
beginning malignancy. The diagnosis is based upon 
the occurrence of defects in the barium shadow of the 
stomach appearing constantly on screen and plates. 
If the growth is a nodular one the defects in the shadow 
may be small circular areas— the so-called " finger- 
print " defects { Fig. 38 ) . The area involved may 
have a ragged, worm-eaten appearance due to the 
irregular nature of the growth or it may progress in 
the shape of a cone. The latter appearance is fre- 
quently seen in the antnim pylori, the constricted 
pylorus forming the apex of the cone. Carcinoma 
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may, by a general infiltration, cause a fixation and 

stiifening of the walls of the entire stomach (Fig. 42) . 
Rapid evacuation of the stomach is often present in 
early carcinoma just as in cases of achylia and may 
also occur in late carcinoma which infiltrates the pyloric 
region and interferes with the contraction of the py- 
loric sphincter. The deformities caused by extra- 
gastric tumors may be differentiated from gastric car- 
cinoma by the fact that the former do not interfere 
with the normal progression of the peristaltic waves 
as observed on the fluorescent screen, Rontgeno- 
grams made in the erect, prone and lateral positions, 
and palpation while the stomach is observed on the 
screen also aid In ruling out tumors outside of the 
stomach. Syphilis of the stomach {Fig. 43) often 
causes deformities which cannot be distinguished by 
Rontgen examination from carcinoma. It should, 
therefore, be a rule to have a Wassermann made in all 
cases giving a Rontgen picture of carcinoma. Spasm 
sometimes simulates the deformities caused by carci- 
noma, but can usually be relieved by giving the patient 
tincture of belladonna until the physiological effects 
of dilatation of the pupils and dryness of the throat 
are observed. 

Hour-glass defonnity of the stomach when caused 
by carcinoma is irregular in outline and the lumen is 
usually central in position, while that caused by ulcer 
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is usually smooth in outline and tlie lumen near to the 
lesser curvature. 

The pyloric region of the stomach and the duode- 
num are best studied by the " direct method," so well 
marked out by Cole, of New York, and George, of 
Boston, Information as to the mobihty of this region 
can be obtained only by screen examination, but the 
author has found the direct visualization of defects and 
deformities of the pylorus and cap upon a number of 
plates the only satisfactory and certain method of 
diagnosis. 

In the application of this method considerable ex- 
perience in interpretation of rcintgenograms is neces- 
sary and the technical part of the work must be well 
done. It must be demonstrated beyond doubt that the 
defect in the barium shadow is not due to spasm or to 
accidental effects of pressure or to mere lack of filling. 
This can be accomplished sometimes by making only 
a few plates, while at other times it is necessary to 
make many plates in the prone, lateral and erect 
postures. One can often determine by the rontgeno- 
scopic examination in what position the duodenal cap 
will show best, and can also ascertain whether there 
is likely to be difficulty in filling the cap. 

The exact cause of deformities cannot always be 
stated definitely. The presence of a surgical lesion at 
or near the outlet of the stomach is often the. only state- 
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ment justified by the Rontgen findings. Sometimes 
it can be quite definitely stated that the lesion is an 
ulcer, or that the deformity is caused by adhesions 
arising from the gall-bladder ( Figs. 31 and 85 ) , the 
degree of exactness depending upon the nature of the 
deformity and the experience of the rontgenologist. 
Of course, the final diagnosis is made by correlating the 
Rontgen findings with all other information obtainable 
about the case. At the present time there is scarcely 
any region of the body where the Rontgen examina- 
tion is more valuable than in the region of the pylorus 
and first part of the duodenum. 

Pressure defects in the stomach may be produced 
by pancreatic or other exlragastric tumors, and in the 
cap by an enlarged gall-bladder with or without gall- 
stones, or by an enlarged or anomalous lobe of the liver. 

The OALL-BLADDEE is frequently visualized on the 
plate. It is thought by some that a gall-bladder which 
is dense enough to cast a shadow on the Rontgen plate 
is always pathologic, but there is not sufficient evi- 
dence to establish this. An enlarged caudate lobe of 
the liver may closely simulate the shadow of the gall- 
bladder and produce a deformity of the duodenal cap, 
which cannot be distinguished from that produced by 
the gall-bladder itself. It is generally agreed now 
that from forty to fifty per cent, of all gall-stones may 
be shown on the Rontgen plate. Whether they will 
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show or not depends upon the percentage of lime salts 
contained in them. Gall-stones usually show as rings 
with a dark centre, but the shadows are sometimes 
of even density throughout. 

The second and third portions of the duodenum, 
and the jejunum and ileum do not lend themselves 
so readily to Rontgen examination because of the rapid- 
ity with which the barium mixture passes through them. 
Sometimes a dilated diverticulum of Vater or other 
diverticulum is visualized. Obstruction at any point 
in the small intestine may be determined by delay 
in passage of the barium meal. The terminal ileum is 
usually well seen at the six -hour period when the pres- 
ence of any unusual fixation, kinking, or obstruction, 
may be determined by palpation in front of the fluores- 
cent screen. 

The COLON is usually examined twenty-four hours 
after the administration of the barium meal, when the 
ca;cum, transverse colon, sigmoid and rectum usually 
contain barium. Examination is first made in the 
rontgenoscope to determine the presence or absence 
of any unusual fixation of the cajcum or other parts 
of the colon. In a certain percentage of cases the 
appendix wUl be found filled with barium at this time 
and any imusual fixation or kinking may be deter- 
mined by palpation. The V-shaped transverse colon 
is often found low down in the true pelvis, and to 
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decide whether or not it is fixed in that position it is 
sometimes necessary to place the patient in the Tren- 
delenburg position while the rontgenoscopic examina- 
tion is being made. A plate is made after the ront- 
genoscopic examination to serve as a record of the 
condition at the end of twenty-four hours. The 
patient then lies upon the table on his left side and a 
barium enema is administered. The enema consists of 
five ounces of barium sulphate in one and one-half 
litres of warm water, with the addition of about a tea- 
spoonful of gum arabic to hold the barium in suspen- 
sion. This is placed in a fountain syringe connected 
with a soft rectal tube. The latter is passed to the dis- 
tance of about two inches and the enema allowed to flow 
in slowly with the receptacle about three feet above 
the table on which the patient is lying. When the 
' entire amount has passed in the tube is withdrawn, 
the patient turns upon the abdomen, and the rontgcno- 
gram, or a stereorontgenogram, is made inmiediately. 
Rontgenoscopic examination is then made. 

The above routine is usually sufficient for a com- 
plete study of the colon, but in some cases further study 
must be made. To determine the presence and extent 
of obstruction it is sometimes necessary to make ex- 
amination forty-eight and even seventy-two hours 
after ingestion of the barium meal. In some cases it 
is found necessary to rid the colon of the barium 
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present from the meal and to give the enema with the 
colon empty, watching the shadow on the rontgeno- 
scope as the colon fills. 

The colon varies greatly in different patients in 
size, position, and mobility. 

Dilatation of the cjecum may be due to the presence 
of adhesions or pericolonic membranes about the 
caecum, causing obstruction (Fig. 45), or simply to 
an atonic condition. A small contracted ctecum 
may be caused by adhesions following appendi- 
citis or cffical inflammation independent of the 
appendix, or by an investing membrane. , The ciccum 
is often abnormally fixed by adhesions or congenital 
membranes {Figs. 45 and 46), the fixation tending 
to produce ciecal stasis. On the other hand it is some- 
times abnormally movable (caecum mobile). In the 
latter case it is also dilated and atonic. Other parts 
of the colon may also be fixed or reduplicated in such 
a manner as to offer obstruction to the passage of its 
contents {Fig. 46). Ptosis of the transverse colon is 
very common, especially in the tall, thin individual. 
In nearly all patients the transverse colon makes a 
considerable downward curve when the patient is erect, 
but in cases of marked ptosis both the hepatic and the 
splenix flexures may descend below the iliac crests and 
the transverse colon may be well down in the pelvis. 
The colon is a very movable viscus and it is often of 
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great importance to detennine whether some seem- 
ingly abnormal position is a fixed one (Fig. 47) . This 
may be done by palpation while observing the colon in 
the rontgenoscope, and sometimes additional evidence 
may be obtained by making rontgenograms in the erect, 
prone and Trendelenburg positions. 

The cause of constipation may be found in a kink 
or constriction; in a large, dilated, atonic ca?cum; in 
the marked atony of the entire colon; or in a spastic 
condition of the colon. 

Tlie sigmoid is sometimes long and redundant, and 
may be adherent in the region of the appendix or in 
ahnost any other part of the abdomen. Case reports 
a case in which the sigmoid was adherent to both a 
diseased appendix and to the gall-btadder. 

Neoplasm of the colon, especially carcinoma, can 
usually be diagnosed by Rontgen examination. It 
may produce almost complete obstruction with dilata- 
tion in the proximal portion. 

The carcinoma is usually represented by an annular 
defect in the barium shadow with the narrow stream 
of barium passing through the more or less centrally 
placed lumen. Great care must be exercised in study- 
ing the region of the sigmoid and rectum for suspected 
carcinoma. Examinations should be made twenty- 
four and forty-eight hours after the meal, and more 
important still, the barium enema should be watched 
carefully on the screen as it enters. 



CHAPTER XII. 
The Ubinaby System. 

Rontgenoscopy is of very little value in examina- 
tion of the urinarj' system. Rontgenograms furnish 
the only reliable evidence upon which to base either 
positive or negative diagnoses. 

Technic of Examination. — The most pains- 
taking care in technic is necessary in rontgenography 
of the kidneys, ureters, and bladder. 

The first essential is the thorough preparation of 
the patient, vrithout which Rontgen examination is 
valueless. A very light diet should be taken for 
twenty-four hours previous to the examination, and 
the bowels should be thoroughly cleared by means of 
aperients. An enema should be given shortly before 
the examination is made. Fecal shadows make it very 
difficult to arrive at correct conclusions, and for this 
reason it is often necessary for the patient to continue 
on a restricted diet for an additional twenty-four 
hours and to undergo a second preparation by means 
of purgatives and enemata. The best of technic will 
fail to produce satisfactory results if the patient is 
not thoroughly prepared. 

The examination should include a rontgenogram of 
each kidney region, one covering the course of each 
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ureter, and a stereographic pair of the pelvis, six in all. 
This is always necessary because it has often happened 
that the rontgenogram showed the stone in the oppo- 
site kidney from the one suspected, while in other cases 
there may be calculi on both sides. The pelvis must be 
included because the stone which has caused the renal 
symptoms may have passed into the bladder. 

Plates 8 X 10 inches in size have been found the 
most satisfactory because their area can be completely 
covered by the ray with the use of a rather small 
cylindrical diaphragm. The 10 x 12 size is best for 
the pelvis. 

A soft tube with sharp focus and having clear- 
cnit hemispheres should be used. A tube which is too 
hard fails to give the detail in the soft structures 
essential to a good rontgenogram of the kidney regions, 
and may fait to show the softer calculi. 

Compression by means of some form of compres- 
sion diaphragm, rubber bag, or other apparatus is a 
valuable aid in securing good detail, because it dis- 
places the abdominal contents over the kidney. 

The plate for the kidney should be so placed that 
the last two ribs and the first three lumbar vertebrte 
will show upon it. The target is adjusted over the 
centre of the plate at a distance of about eighteen 
inches, and the exposure made while the patient holds 
the breath. 
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The essential features of a satisfactory rontgeno- 
^am of the kidney region are that it shall show clearly 
the last two ribs, the three upper lumbar vertebra in- 
cluding the transverse processes, the outline of the 
psoas muscle, and the crest of the ilium. It is now 
usually possible to show the outline of the kidney itself. 
It is important to use every effort to do this, for if a 
rontgenogram gives sufficient detail to show the kidney 
a negative diagnosis of calculus can be based upon it 
with only very slight probability of error. Even in 
very fat patients with thorough preparation and the 
use of good compression the kidney shadow may be 
shown. 

The plate for the ureter should show the third, 
fourth, and fifth lumbar vertebne and the sacro-iliac 
synchondrosis, while that of the pelvis should include 
both sacro-iliac synchondroses, the sacrum, and the 
coccyx to its tip. 

Calculus. — The greatest value of rontgenogra- 
phy of the urinary tract has been in the diagnosis of 
calculus. Formerly it was thought that only a positive 
finding was of value, but with improved technic such 
fine detail can now be obtained that the errors in . 
negative diagnosis are very few. 

The positive diagnosis of renal calculus is based 
upon the presence of a definite shadow over the kidney 
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region. If the shadow of the kidney itself shows on 
the plate no difficulty is experienced in locating the 
stone either in the pelvis or cortex of the kidney. The 
shadow is sometimes between the eleventh and twelfth 
ribs but more often below the twelfth rib. If the 
kidney is in its norma) position the shadow is always 
internal to a line erected perpendicularly from the 
middle of the iliac crest. 

A stone in the ureter produces a shadow some- 
where along the line of the tips of the transverse proc- 
esses of the lumbar vertebraB or over the sacro-iliac 
synchondrosis. In the great majority of cases it lies 
below the pelvic brim. 

DiTFEBENTiAL DIAGNOSIS. — Calcarcous glands re- 
semble calculi but may be distinguished from them 
by their more irregular outline and the fact that they 
are not usually over the course of the ureter. 

Small calcareous bodies called phleboHths some- 
times appear along the lower part of the ureter, but 
they are usually multiple, and may be arranged in a 
line at an angle to the course of the ureter. 

Fecal concretions or foreign bodies in the intestine 
are distinguished from calculi by the fact that they 
change position or disappear entirely if several ex- 
aminations are made. 

Gall-stones only rarely throw dense enough 
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shadows to be seen on the rontgenogram and when they 
do they usually have a fairly characteristic appear- 
ance. Because of tlie greater density of the outer 
layer of the stone the shadow has a ring-shaped ap- 
pearance with a dark centre. Gall-stones may also 
be distinguished from renal calculi by the fact that 
they show much better when the patient lies with the 
abdomen next to the plate, while renal calculi cast 
their sharpest shadow with the patient on the back. 

Difficulty in the diagnosis of renal calculus may 
arise because of displacement of the kidney from its 
normal position. The kidney may then be located by 
the injection into the pelvis through a ureteral 
catheter of some form of silver preparation such as 
collargol. 

Sometimes a calcareous gland or other calcified 
body may throw a shadow directly on the line of the 
ureter. It then becomes necessary to take other ront- 
genograms with a bismuth- impregnated ureteral cathe- 
ter in position. It must not be inferred, however, that 
a shadow is not that of a ureteral calculus simply be- 
cause the catheter can be passed beyond it, for this 
has frequently happened. Rontgenograms at differ- 
ent angles and also stereorontgenograms will need to 
be taken to establish the exact relation of the shadows. 

The pelvis may be rontgenographed with the 
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patient lying upon his back or upon his abdomen. If 
the latter position is used it is well to tilt the tube so 
that the rays pass obliquely forward and toward the 
patient's head. This prevents superimposing the 
shadow of the sacrum upon the region of tbe bladder. 
Rontgenography is of great value in cases of vesical 
calculus, since it not only reveals the stones which 
might be discovered by the sound, but also shows the 
presence of stones which are encysted and cannot be 
so discovered. 



CHAPTER XIII. 

RoxTOEX Therapy. 

The technic of Rontgen therapy may be compara- 
tively simple or extremely complicated, depending 
largely upon the personal choice of the Rontgen thera- 
pist The author believes that a simple, well standard- 
ized technic, in which dosage is the only variable factor, 
will on the whole give as good practical results as one 
in which many variable factors have to be reckoned. 
It is particularly recommended that the novice in 
Rontgen therapy adopt and adhere strictly to a stand- 
ard technic, and not attempt to vary any of its factors 
until he has completely mastered it. 

Apparatus. — The exciting apparatus for Rlontgen 
therapy should be one capable of maintaining for at 
least two hours of constant rimning a potential equiva- 
lent to an eight, or preferably a ten-inch spark, with 
at least five milliamperes of current passing through 
the tube. A well-built high-tension transformer is 
suitable for this purpose. 

Tubes. — The Coolidge tube has many points of 
superiority over any type of gas tube for Rontgen 
therapy and its use greatly simplifies the technic. It 
is at present almost universally used and recommended 
where treatment work on an extensive scale is under- 
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taken. A broad or medium focus tube should be 
chosen for tbia purpose. 

Quality of Ray. — Theoretically, rays of hi^ 
penetration would seem to be desirable in the treat- 
ment of deep-seated lesions, while rays of relatively less 
penetration would be used in the treatment of lesions 
at or near the surface. Practically, a wide range in 
the selection of the quality of ray to be employed does 
not seem to be necessary or desirable. The Rontgen 
beam is not homogeneous, but is composed of a bundle 
of rays differing greatly in wave length. A large per- 
centage of these rays are absorbed in a comparatively 
superficial layer of tissue — a quantity quite sufficient 
to accomplish the therapeutic aim in superficial lesions 
even if using the most penetrating rays at present 
obtainable. It should be remembered that rays of 
relatively low penetration are the ones most likely to 
produce disastrous bums, although none are immune 
from this effect. 

In using the CooUdge tube the quality or penetra- 
bility of the ray is estimated on the basis of the length 
of spark as measured on the parallel spark gap. A 
spark of not less than eight inches, with five milliam- 
peres of current passing through the tube, affords a 
satisfactory working basis for practically all Rontgen 
therapy. For deep lesions a spark length of nine or 
ten inches may be employed. 
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Skin-focus Distance. — The distance of the focal 
point of the anode of the tube from the surface of tiie 
body is called the skin-focus distance or is sometimes 
desi^ated simply as the focal distance. The value 
of the rays varies inversely with the square of the dis- 
tance. Thus it will be seen that distance is a very 
important factor in estimating dosage, and should 
always be as nearly constant as circumstances well per- 
mit. Eight inches is a convenient standard for nearly 
all work. 

Filtration. — ^By filtration, as the name implies, 
is meant the interception or absorption of some of the 
rays of relatively low penetration. This is acccHn- 
plished by interposing certain substances between the 
tube and the patient. Aluminum is quite commonly 
employed for this purpose, and is placed in sheets of 
uniform thickness over the diaphragm of the tube 
stand. Leather or chamois is sometimes placed next 
to the body surface to protect it from secondary radia- 
tions. The thicker the filter the more rays it will ab- 
sorb. No arbitrary rule can be laid down as to the 
thickness of filter to be employed. Three millimetres 
of aluminum is a practical and conservative standard 
for developing a working technic. The author uses 
filtration for all Rontgen therapy, both superficial and 
deep. Filtration is an important factor in dosage as 
by its use a considerably larger dose can be adminis- 
tered without deleterious skin effects. 
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Dosage. — By a dose of Rontgen rays is meant a 
quantity sufficient to produce a slight erythema of 
the skin. Several different instruments and methods 
have been devised for the measurement of quantity. 
As may be seen from the foregoing there are a number 
of factors which enter into the estimation of dosage, 
the essential ones being the milliamperage through the 
tube, the quality of ray, filtration, and the skin-focus 
distance. It would appear that if the above factors 
are constant, the only additional factor requisite for the 
delivery of a definite quantity, would be the time of 
exposure. This, indeed, does form the basis of one 
of the methods of estimating dosage and is known as 
the indirect method. It is an entirely practical method 
in the hands of an experienced operator if using a 
Coolidge tube. If using the ordinary type of gas tube 
the fluctuation in the quality of ray is such as to render 
the method unreliable. Unfortunately, it is not prac- 
tical to state in definite terms of minutes and seconds 
the time required to deliver an erythema dose under 
given conditions. To do so would invite disaster. 
This may be due in part to variations in equipment, 
but is believed to be due in large measure to the per- 
sonal equation that enters into the interpretation of 
the various factors. For instance, the author in his 
own laboratory is able to administer an erythema dose 
in six minutes'with five milliomperes of current passing 
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through the tube, a parallel spark of eight inches, an 
aluminum filter of three millimetres, and a skin-focus 
distance of eight inches. Under the same conditions 
an exposure time of eight minutes will produce a very 
decided reddening of the skin with a desquamation of 
the outer layer. The above results may not, however, 
be obtained by another operator working as he beUeves 
with identically the same technic. Notwithstanding 
this fact, it is quite possible for one by careful experi- 
mentation to standardize his exposures, and thus de- 
velop a workable technic, but for purposes of standard- 
ization, and for the purpose of checking up the results 
of the indirect method as well, one of the direct methods 
of measurement should be employed. 

There are several methods of direct measurement 
which will be mentioned in this connection. Unfor- 
tunately, each of these methods has a different numeri- 
cal scale or terminology for indicating dosage. 

The method of Kienboeck consists of strips of 
photographic paper placed upon the skin of the patient 
during the exposure, then developed and compared 
with a standard scale, ten units of which is the quantity 
required to produce erythema of the skin. The ery- 
thema dose in terms of the Kienboeck quantimeter is 
commonly expressed as 10 X. This method of meas- 
urement is probably as accurate as any if careful atten- 
tion is given to details, but it is susceptible of so many 
technical errors that it is practically but little used. 
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All of the other methods of direct dose measure- 
ment in practical use are based upon the fact that 
platino-cyanide of barium changes in color when ex- 
posed to the Rontgen ray. The degree of discolora- 
tion is estimated by comparison with a color scale. The 
only essential difference in instruments of this type is 
the difference of the scale of the color indicator. Thus 
the degree of discoloration sufficient to produce an 
erythema is expressed on the Sabouraud-Noire instru- 
ment as " tint B " ; on the Hampson radiometer as 
four points; and on the Holzknecht radiometer five 
units indicate an erythema dose. The reading on the 
latter scale is commonly expressed as so many " H " 
units or as so many " H." It is well to remember, 
therefore, that 10 X, tint B, four points Hampson, 
and 5 H, are all terms which designate an erythema 
dose on their respective scales when the exposure is 
made without a filter. Filtration permits the above 
doses to be exceeded quite considerably. Eight H 
units may safely be administered if the rays are fil- 
tered through three millimetres of aluminum. There 
is some variation in the biological effect of these doses 
as above expressed, depending upon the quality of the 
ray employed, but for practical purposes, and as a mat- 
ter of safety, it is assumed that a Coolidge tube back- 
ing up a spark of not less than eight inches is used 
in making the exposure. 
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The Holzknecht radiometer is one of the most satis- 
factory instruments of its type for the direct measure- 
ment of dosage. The index consists of a suitably 
tinted celluloid band. Pastilles of platino-cyanide of 
barium, commonly known as Sabouraud pastiUes, con- 
stitute the reacting agent, just as in other instruments 
of this type. One-half of a pastille, which is suitably 
mounted on a holder, is wrapped in black paper to pro- 
tect it from ordinary light, and placed upon the skin 
of the patient. The exposure is then made. Another 
half pastille which has not been exposed to Kontgen 
rays, is also suitably mounted and slides underneath 
the tinted celluloid band. The exposed half pastille is 
placed in the instrument and slides up and down syn- 
chronously with the exposed half. AVhen the shades 
of the two exactly match, the reading is made from the 
appropriate scale. The reading should be made by 
artificial light, and for the sake of uniformity and 
accuracy, the same source and angle of incidence should 
always be employed. There are two scales on the in- 
strimient, one of which is employed when the pastille 
has been placed on the skin, and the other when the 
pastille has been placed half-way between the skin and 
the anode of the tube. The full skin distance is the one 
generallj' employed. For accurate results the pastiUes 
should be reasonably fresh. They should be kept in a 
glass humidor where daylight has free access to them. 
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They should never be exposed to sunshine, nor kept 
too near a radiator. They become useless quite rapidly 
if kept in an atmosphere that is excessively dry and 
hot. A pastille that has been exposed to the Rontgen 
ray approximately regains its original color upon 
exposure to daylight, and may thus be used for a 
number of exposures, but it will gradually become dis- 
colored to such an extent that it will have to be dis- 
carded. It is not necessary to use the du"ect method 
of measurement of ever\' dose if one adopts and mas- 
ters a standard technic, but its occasional employment 
as a check on results is desirable, and its use is impera* 
tive if any factor of technic is varied, the influence of 
which is not definitely known. 

The personal equation as regards the individual 
operator is a factor in the interpretation of the results 
of direct measurement, as well as of indirect, and the 
fact should constantly be borne in mind that a " dose " 
as interpreted by one operator may be distinctly dan- 
gerous as interpreted by another. This is not the case 
as a general rule, but is of sufficient importance to jus- 
tify a word of caution. 

Repetition of Dosage.^ No area of the body sur- 
face which has recei\'ed a full erythema dose should be 
again exposed to the Rontgen ray before the lapse of at 
least three weeks. Ordinarily, it is advisable not to 
repeat the exposure under five or six weeks, and in no 
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event should the exposure he repeated until all evi- 
dences of active skin irritation, due to a previous 
exposure, have entii-ely disappeared. Skin that has 
been exposed to a therapeutic dose is more susceptible 
to the effects of subsequent exposures, and the dose 
should be somewliat smaller. As a rule the erythema 
due to a therapeutic dose of the Rontgen ray reaches 
its maximum in about two weeks. There are rare 
instances, however, of delayed reaction where the ery- 
thema does not reach its maximimi before the lapse 
of several weeks. 

There is a limit to the number of doses that the skin 
will tolerate even when spaced by longer intervals than 
has been recommended. If treatment is continued for 
too long a time there is danger of establishing a clironic 
dermatitis, with possible ulceration, that may be in- 
curable. The latter may not manifest itself until long 
after the treatment has been abandoned. It is advisa- 
ble, therefore, not to unduly prolong Rontgen treat- 
ment. If the therapeutic aim is not accomplished in a 
reasonable time it woidd be better to abandon the treat- 
ment altogether, or at least greatly prolong the interval 
between exposures. A single erythema dose may 
cause telangiectasis of the skin. This is a fact well 
worth remembering, particularly where the final cos- 
metic result is a matter of great moment. 

Ckqss-fihino. — Cross-firing is a procedure em- 
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ployed where it is desired to give a maximum dose to 
a deeply-seated lesion with a minimum efiFect upon the 
skin. Its practice is based upon the well-known fact 
that the rays diverge from the focal point on the anode 
of the tube, the Rontgen beam thus assuming the shape 
of a cone, the base of which becomes larger as the dis- 
tance from the anode increases. For example, if an 
area of the body surface an inch in diameter is exposed, 
with a skin-focus distance of eight inches, the area 
through which the rays emerge on the opposite side of 
the body will be considerably larger, the degree of en- 
largement, of course, depending upon the thickness of 
the subject. A thorough understanding of this prin- 
ciple makes it apparent that a deep-seated lesion may 
be exposed or " cross-fired " through a number of dif- 
ferent portals, care, of course, being taken not to dupli- 
cate the exposure over any single portal. There is 
ordinarily very httle danger in dehvering too large 
a dose of Rontgen rays to a deeply-seated lesion, re- 
gard, of course, always being had to the limit of skin 
tolerance. There are a few important exceptions to 
this rule. In Hodgkin's disease, leukamia, and cer- 
tain massive neoplasms, heavj' dosage may cause such 
a rapid breaking down of tissue as to induce an alarm- 
ing or evea fatal toxxinia. Caution should be exercised 
in the treatment of such cases. 

Photective Measuues. — In the treatment of dis- 
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ease by the Rontgen ray it is usually necessary to limit 
the exposure to restricted areas of the body surface. 
This is accomplished by covering the surrounding siur- 
face with material opaque to the ray. Lead foil, tin 
foil, or specially prepared fabrics are used for this 
purpose. Their efficiency for the purpose can be 
readily tested. Particular care is necessary in the pro- 
tection of the face and scalp. It requires a somewhat 
smaller dose to produce an erythema of the face than 
of the trunk. Accidental depilation of the scalp 
should be avoided. 

The author routinely orders a lotion recommended 
by Dr. Walter Dodd to be applied to skin which has 
received an erythema dose. It seems to limit the reac- 
tion to a certain extent and as a rule is grateful to the 
patient. The formula is as follows : 

e.e. or 



Oirboiic add >^ f . dram t. 

Zinc oxide ^4 ounce 15. 

Glycerin }4 ounce 15. 

lime water, q. a. ad 6 ounces 180. 

The patient is instructed to mop the lotion on the 
exposed areas for five minutes, twice daily, allowing 
it to dry on the skin. 

Irritants should never be applied to skin that has 
recently been exposed. 

The importance of complete protection of the oper- 
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ator from the Rontgen ray cannot be too strongly 
emphasized. The danger is particularly great in 
Rontgen therapy because of the quality of ray em- 
ployed, and the large amoimt of secondary radiation 
which takes place. The protection afforded by the 
usual commercial equipment is entirely inadequate. 
The only safe procedure for the Rontgen therapist is 
to have his protection booth so constructed that pho- 
tographic plates or films distributed at various places 
therein will remain free from fog over a prolonged 
period of operating. 

Rontgen Sickness. — Many patients after the 
administration of large doses of Rontgen rays exhibit 
a train of symptoms that are often distinctly annoying. 
They are depressed, prostrated, have headache, dis- 
taste for food, nausea or vomiting, and often state that 
they " taste or smell the ray " for several days. The 
symptoms vary greatly in intensity in different indi- 
viduals and some appear to be entirely immune even 
to very large doses. It is not known how these symp- 
toms are produced. They can be minimized by having 
the treatment room well ventilated, and the use of 
smelling salts, or the inhalation of aromatic spirits of 
ammonia or other perfume during the exposure is 
of value. 

It is not within the scope of a short chapter on 
Rontgen therapy to discuss in detail the application of 
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this agent to tlie large number of diseases in which it 
has been found useful. Only a few diseases which the 
specialist in rontgenology is called upon to treat will 
receive brief mention. 

Malignant Neoplasms. — The Rontgen ray has 
an established place in the treatment of malignant new 
growths. On the whole the results are frequently dis- 
couraging just as they are with any other method 
of treatment. It is believed that the proper attitude 
to assume with regard to the treatment of malignant 
disease is to regard no single method of treatment as 
being the best. Each method may be the one of choice 
in different cases, and often a combination of methods 
oif ers the best chance of cure. 

Precancerous Lesions. — There are a number of 
dermatoses that are potentially malignant that can be 
cured by Rontgen therapy. The treatment is particu- 
larly applicable to the keratoses which quite commonly 
appear on the face late in life. They can be cured 
as a rule by a single full dose in accordance with the 
technic above described. The area exposed should in- 
clude the lesion and a small margin of healthy skin. 

Skin Canceh. — Basal-ceU carcinoma is as a rule 
amenable to Rontgen therapy. A single exposure will 
cure many growths of this variety. Only rarely is it 
necessary to give more than two or three doses. A 
fairly wide margin of healthy skin should be included 
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in the exposure. A full dose should be given. A 
quantity somewhat in excess of the erythema dose is 
advisable in many cases. From ten to fifteen Holz- 
knecht units may be advisable, particularly if the lesion 
is covereti by thick crusts or if there is an exuberant 
overgrowth of tissue that has to be destroyed. It is 
not necessary to treat the neighboring lymphatic drain- 
age areas in this type of cancer as they do not tend to 
metastasize. 

Prickle-celled cancer is much more resistant to 
Rdntgen therapy than the basal-cell type. As a rule 
this method of treatment should not be given first 
choice in this type of growth. A considerable number 
can doubtless be cured by Rontgen therapy alone, but 
stated as a general principle, this method of treatment 
as a primary measure should be reserved for inoper- 
able cases. Both as a pre-operative and post-opera- 
tive surgical adjunct the treatment is of undoubted 
value. Much objection has been raised to the pre- 
operative treatment of cancer, none of which is be- 
lieved to be valid, assuming of course that it does not 
unduly delay surgical procedure. With the present 
technic the latter is no longer necessary. Thorough- 
ness should be the keynote in the Rontgen treatment 
of these growths whether it is used as a primary 
measure or as a surgical adjunct. The cardinal prin- 
ciple to be observed is to deliver to every diseased cell. 
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and to neighboring lymphatic channels, which may or 
may not be diseased, all the rays possible without doing 
irreparable damage to the healthy tissue. To do this 
rays of high penetration, adequate filtration, and a 
rational application of the principle of cross-firing are 
essential. 

Deep-seated Cancer. — The same principles apply 
to the treatment of deep-seated cancer, wherever 
located as have been described in the treatment of 
prickle-cell skin cancer. There is good ground for be- 
lieving that post-operative treatment is of considerable 
value in preventing recurrences. Post-operative re- 
currences can rarely be made to disappear perma- 
nently. Inoperable growths will occasionally become 
operable. It is exceedingly difficult, however, to gain 
the patient's consent to surgical intervention after ex- 
periencing the benefit of Rontgen therapy, and the 
possibility of such a contingency should be clearly ex- 
plained to the patient before instituting the treatment. 
There are undoubtedly far too many cancers subjected 
to surgical intervention, much to the patient's detri- 
ment, that are clearly inoperable. Such patients would 
undoubtedly live longer, and in far greater comfort, 
if treated by the Rontgen ray alone. By following 
such a course the use of opiates can frequently be 
avoided entirely, and only rarely is it necessary to 
begin their use until quite late in the disease. 
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Sabcoma. — As is well known, sarcomas vary 
greatly in their degree of malignancy. It also seems to 
be well established that they vary greatly in their de- 
gree of sensibility to Rontgen therapy. Experience 
has demonstrated that the latter is not necessarily a 
correlary of the former. Some of the most malignant 
tumors of this type will occasionally respond in a most 
satisfactory way to Rontgen therapy, while others of 
a relatively benign type are but little influenced. It is 
therefore impossible to state with any degree of cer- 
tainty what the result will be in a given case, but in 
general terms it may be stated that the disease is 
primarily surgical, and that Rontgen therapy as a 
primary measure should be reserved for inoperable 
eases. The latter constitute a very large group. 

The same principles of technic apply to the Ront- 
gen treatment of sarcoma that apply to the treatment 
of deep-seated carcinoma. The growth should be cross- 
fired from every possible angle. In massive neoplasms 
involving the viscera, and particularly in very large 
lymphosarcomas, the initial dose should be compara- 
tively small, as the rapid destruction of a large mass 
of tumor cells may induce a profound toxiemia. The 
latter should be carefully watched for, and the dose 
regulated accordingly. Sarcoma, as a rule, metas- 
tasizes through the blood-stream, hence the treatment 
of adjacent lymphatic glands is not essential unless 
they show evidence of disease. 
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Hodokin's Disease. — Rontgen treatment causes 
very marked and rapid reduction of the enlarged 
glands of Hodgkin's disease, and often a marked im- 
provement in the general condition of the patient. 
While the initial improvement is often spectacular it 
is very rarely, or perhaps never, permanent. The 
same technic as to filtration and quality of ray is used 
as in the treatment of malignant neoplasms, but the 
treatment should not be nearly so intensive, The 
initial dose should always be small and the condition 
of the patient is the only safe guide to its subsequent 
size or frequency of repetition. 

IjEVKMUiA. — Leuka£mia is favorably influenced 
by Rontgen therapy, but it is doubtful if permanent 
ernes are affected. Life can, however, often be 
greatly prolonged, and long periods of comparatively 
good health maintained in true leukaemia as well as 
in the pseudoleuka;mic states. There is as a rule a 
marked improvement in the blood picture, and in the 
general well-being of the patient. 

No definite standard of technic for the treatment 
of leukaemia can as yet be laid down. Both the spleen 
and the epiphyseal ends of the long bones should be 
exposed. The blood-picture and general condition 
of the patient afford the best guide to dosage and the 
frequency of its repetition. 

Tubercular Adenitis. — In tubercular adenitis 
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Rontgen therapy is believed to be the most e£5caciQus 
of all methods of treatment. By its intelligent use, in 
combination with appropriate hygienic measures, radi- 
cal excision of tubercular glands will very rarely be 
necessary. The advantages of the former are quite 
obvious. Certain types of cases are more favorable 
for treatment than others, but there are none in which 
Rontgen therapy is not well worth a trial. If possible 
treatment should be instituted before breaking down 
of the glands has begun. If breaking down has already 
eonmienced Rontgen therapy will likely hasten the 
process. The pus may then be evacuated through a 
small incision. The most refractory eases are those 
with extensive sinuses and an abundance of scar tissue, 
such cases often having been subjected to repeated 
operations. Even in the latter the results of treatment 
are often most gratifying. Coexistent tubercular dis- 
ease of the lungs is by no means a contra-indication to 
treatment, but renders the prognosis less favorable. 

There is no standard of technic for the Rontgen 
treatment of tubercular glands that has been univer- 
sally adopted. Good results are doubtless obtained 
by widely different methods. Many operators adminis- 
ter a comparatively small dose at frequent intervals, 
while others give a fairly large dose less frequently. 
The author's practice is to administer 6 H units, using 
a filter of three millimetres of aluminum with a parallel 
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spark of eight inches. This dose is repeated in three 
weeks and then at progressively longer periods. It is 
advisable to treat both sides of the neck whether both 
show evidence of disease or not. Where there is a large 
amount of scar tissue, caution should be observed as 
to dosage, as such tissue is comparatively easily dam- 
aged by Rontgen rays. Often it is necessary to con- 
tinue the treatment of these cases for a prolonged 
period, a sufficient interval being allowed between ex- 
posures to safeguard against a chronic Rontgen 
dermatitis. Treatment should not be abandoned too 
soon as the sinuses will often heal only after many 
months of patient effort. 

Non-malignant Diseases of the Uterus. — 
Uterine Fibroids. — The indications for the Rontgen 
treatment of fibroids may be conservatively stated as 
follows : 

1. All cases, regardless of the age of the patient, 
in which a surgical operation is contra-indicated either 
by the association of some other disease, or by a high 
grade of anamia in consequence of hemorrhage. 

2. All patients over forty years of age who present 
no contra-indication to Rontgen treatment. 

The contra-indications to Rontgen therapy are as 
follows: 

1. Small tumors causing no symptoms and requir- 
ing no treatment of any character. 
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2. Submucous polypoid growths. 

8. Rapidly growing tumors in patients below forty 
years of age, where the sj-mptoms are of such urgency 
as to necessitate prompt relief. 

4. Gangrenous or infected tumors, or where there 
is an associated disease of the adnexa. 

5. Cases in which malignant disease cannot be ex- 
cluded with reasonable certainty. In this class Ront- 
gen therapy should be regarded as a surgical adjunct. 

The results to be expected from Rontgen therapy 
are as follows : 

1. Reduction in size, or a complete disappearance 
of the tumor, with a proportionate relief of pressure 
symptoms. 

2. Cessation of bleeding with a consequent im- 
prorement of the anaemia and general well-being of 
the patient. 

Cessation of bleeding usually occurs within two 
or three months after beginning treatment. Occasion- 
ally the bleeding is increased temporarily following 
treatment, but does not tend to occur after the arti- 
ficial menopause has once been established. Symptoms 
common to the normal menopause may be present. 

The degree of reduction in the size of the tumor 
mass is variable. Usually it is quite marked, and a 
progressive reduction in size may continue for some 
time after all bleeding has been permanently checked 



142 A MANUAL OF X-RAY TECHNIC 

and treatment has been discontinued. A complete 
disappearance of the tumor is not uncommon. 

Metropathic Hemorrhages. — Included under this 
head are that group of cases characterized by menor- 
rhagia or metrorrhagia in which no tumor or other 
gross pathological defect is present. Although com- 
monly classified as " metritis " or " endometritis " 
there is often no discoverable pathologic basis. The 
so-called climacteric hemorrhages belong to this group. 
In the latter the results of Rontgen therapy are very 
gratifying. In general it may be stated that the 
nearer the climacteric age is approached, the more suit- 
able the case for Rontgen therapy. Good results are, 
however, often obtained in younger subjects. ITie 
ideal result in the latter would be to check excessive 
bleeding without permanently abolishing the men- 
strual function, but such is by no means always pos- 
sible, and the probability of a permanent menopause 
should be explained to the patient before instituting 
treatment. 

The lechnic of Rontgen treatment of uterine 
fibroid and metropathic hemorrhage is essentially the 
same as that of deep-seated malignant disease, so far 
as the quality of ray and filtration are concerned. There 
is some difference of opinion as to the proper number 
of areas for cross-firing. Six or eight portals of entry 
are an ample number for the average case. Two of 
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these may be located over the sacral region and the 
remainder over the lower abdomen. A full dose should 
be administered through each portal. The ovaries, as 
well as the tumor, if one be present, should be included 
in the field of irradiation, as it seems more than prob- 
able that the beneficial effect of the Rontgen ray in 
these eases is due in a large measure to its influence 
on the ovarian fimction. A series of exposures thus 
administered should not be repeated for at least five 
weeks. The number required is quite variable. In 
some cases one such series will completely abolish the 
ovarian function, and the average case seldom requires 
more than three or four. Much more irradiation is 
required to accomplish this result in young subjects 
than in those at or near the climacteric age. It does 
not seem to be desirable to continue treatment after 
the menopause is permanently established. 

In summarizing the value of Rontgen therapy in 
gyn«colog>' it may l>e stated that in properly selected 
cases the results are excellent. The proper selection 
of cases for this method of treatment is of prime im- 
portance, and to this end the earnest cooperation of the 
g}'naK:ologist and rontgenologist is absolutely essential. 

ExOPUTUAUUIC GOITKE AND HyPEBTUVKOIDISM. 

— The results of the Rontgen treatment of exophthal- 
mic goitre and hyperthyroidism are quite variable. 
Some esses are clinically cured, and a majority show 
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more or less improvement. Quite a large number, 
however, show no material improvement that can defi- 
nitely be attributed to the Rontgen therapy. There 
are no definite clinical criteria that will determine the 
type of case which will respond in a satisfactory man- 
ner. Occasionally cases which are profoundly toxic 
will show prompt and permanent benefit, while others 
of a comparatively mild type may not be improved. 

The improvement in the sjinptomatology usually 
follows a definite order of sequence. There is at first 
a lessening of the general nervousness. The patients 
become less emotional; they sleep better, and often 
state that they feel much better long before there is 
any obvious improvement in the objective symptoms. 
A decrease of tremor occurs, as a rule, quite early in 
favorable cases. A decrease in the pulse-rate not infre- 
quently occurs, and it may become normal. The im- 
provement in the tachycardia, however, is by no means 
always proportionate to the improvement in the general 
well-being of the patient. This may be due to the 
fact that the tachycardia is not necessarily an expres- 
sion solely of toxicity, but may be due, in part at least, 
to the condition of the myocardium. Decrease in the 
size of the thyroid gland is occasionally quite marked, 
but it is not a conspicuous result of Rontgen therapy. 
There may, however, be a marked improvement in the 
condition of the patient without any appreciable de- 
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crease in the size of the gland. The exophthalmos is 
but rarely influenced to any great extent by Rontgen 
therapy. 

Mean and Aub ' publish some interesting obser- 
vations on the basal metabolism in exophthalmic goitre, 
and undertake to estimate the value of the various 
methods of treatment from that standpoint. Their 
conclusions are as follows : 

" 1. The general metabolism shows a character- 
istic increase in hyperthyroidism. 

" 2. This rise may be used as a functional test of 
the thyroid activity or as an index of the intensity of 
the thyroid intoxication. 

" 8. An extended study of the metabolism in 
various types of toxic goitre show that : 

"(a) Rest alone usually causes a marked decrease 
in toxicity. 

"(6) Drugs in addition to rest do not materially 
accelerate this decrease. 

" ( c) The Rontgen ray, in some cases, produces a 
definite improvement, while in others it seems to be 
quite without eflfecl. 

"(d) The usual immediate eflfect of surgery is a 
marked decrease in toxicity, but there is a very definite 
tendency toward a subsequent recurrence. 

*Jvat. A. U. A, Julr 7. iei7. 
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" 4. The lesson m therapeutics to be drawn from 
these results we believe to be as follows: 

"(a) Complete rest in bed plus irradiation should 
be continued imtil the metabolism reaches a level. 

"(b) If rest and the Rontgen ray fail to restore 
the metabolism to within 20 per cent, of the normal, 
it is proper to resort to surgery, unless there is some 
definite contra-indication. Among contra-indications 
a rising metabolism, in spite of complete rest, seems to 
be very important. 

"(c) Following operation, if themetabohsm again 
increases, further active treatment should be carried 
out. The observations in the cases that we have fol- 
lowed for a long time emphasize the importance of 
keeping cases of exophthalmic goitre under observa- 
tion for months rather than weeks, and preferably 
years rather than months." 

The above conclusions, which in general would be 
anticipated from a clinical study of the disease, express 
in a sane and conservative manner the place of Rontgen 
therapy in its management. 

The technic of Rontgen therapy in exophthalmic 
goitre, so far as the quality of ray and filtration are 
concerned, is essentially the same as that for treating 
other lesions heretofore described. A dose is dehvered 
to each lobe of the thyroid. It is also a common prac- 
tice to expose the thymus through one or two portals 
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located on either side of the sternum upon the assump- 
tion that the thymus and thyroid are in some way inter- 
related in the production of the symptom-complex of 
exophthalmic goitre. The evidence of such an inter- 
relationship does not seem to be conclusive, but it is 
the author's practice at present to expose both the 
thyroid and thymus. The dosage should be accurate. 
An intense skin reaction is not desirable, not only from 
a therapeutic standpoint, but for the purpose of avoid- 
ing as far as possible permanent cosmetic defects. 
The exposures as a rule should not be repeated oftener 
than every four or five weeks, and should be discon- 
tinued as soon as the symptoms are under control. It 
has been stated that if the treatment is unduly pro- 
longed a condition of hypothyroidism may result. The 
possibility of such an occurrence is probably remote. 
If definite improvement has not occurred within from 
four to six months from the time of instituting Ront- 
gen therapy, it is not likely that it will ever contribute 
to the recovery of the patient. It should be remem- 
bered that complete physical, and as far as possible 
mental rest, form an important supplement to any of 
the present methods of treating exophthalmic goitre. 
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